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Abstract 


To  improve  operational  effectiveness  for  the  Canadian  Forces  (CF),  the  Joint  Unmanned  Aerial 
Vehicle  Surveillance  Target  Acquisition  System  (JUSTAS)  project  is  acquiring  a  medium- 
altitude,  long-endurance  (MALE)  uninhabited  aerial  vehicle  (UAV).  In  support  of  the  JUSTAS 
project,  Defence  Research  and  Development  Canada  (DRDC)  -  Toronto  is  investigating 
strategies  for  managing  massive  information  exchange  among  UAV  operators.  One  strategy  to  is 
to  develop  intelligent  adaptive  interfaces  (IAI)  that  dynamically  manage  information  display  and 
control  characteristics  based  on  operator  mental  state  or  workload  through  assessing  operators’ 
physiological  indexes  by  using  Electroencephalography  (EEG)  and  Electrocardiography  (ECG) 
technologies.  This  report  presents  research  findings  in  evaluating  EEG  and  ECG  technologies, 
lessons  learned  on  the  use  of  these  technologies,  and  their  associated  implications  in  experimental 
research.  Suggestions  are  made  for  the  development  of  a  research  program  for  a  study  to  enhance 
the  IAI  design.  Recommendations  are  also  provided  for  defining  future  requirements  in  support  of 
the  JUSTAS  project. 


Resume 


En  vue  d'ameliorer  l’efficacite  operationnelle  des  Forces  canadiennes  (FC),  l’acquisition  d’un 
engin  telepilote  (UAV)  moyenne  altitude  et  longue  endurance  (MALE)  est  un  des  volets  du  projet 
Sy steme  interarmees  de  surveillance  et  d’acquisition  d'objectifs  au  moyen  de  vehicules  aeriens 
sans  pilote  (JUSTAS).  A  Tappui  du  projet  JUSTAS,  Recherche  et  developpement  pour  la  defense 
Canada  (RDDC)  —  Toronto  effectue  des  recherches  sur  des  strategies  visant  a  gerer  fimportante 
quantite  d'information  echangee  entre  les  operateurs  d’UAV.  L’une  de  ces  strategies  consiste  en  la 
mise  au  point  d’interfaces  adaptatives  intelligentes  (IAI)  qui  gerent  faffichage  de  finformation  de 
fagon  dynamique  et  commandent  les  caracteristiques  en  fonction  de  l’etat  mental  de  foperateur  ou 
de  sa  charge  de  travail  mentale  a  partir  de  revaluation  des  indices  physiologiques  de  foperateur 
au  moyen  de  technologies  d’electroencephalographie  (EEG)  et  d’electrocardiographie  (ECG).  Le 
present  rapport  decrit  les  decouvertes  faites  lors  de  revaluation  de  technologies  d’EEG  et  d’ECG, 
les  legons  retenues  de  futilisation  de  ces  technologies  et  leurs  repercussions  sur  la  recherche 
experimentale.  II  comporte  des  suggestions  relatives  a  V  elaboration  d’un  programme  de 
recherches  visant  a  ameliorer  la  conception  des  IAI,  et  des  recommandations  en  vue  de  cemer  les 
exigences  futures  a  l’appui  du  projet  JUSTAS. 
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Executive  summary 


Preliminary  Review  of  Psychophysiological  Technologies  to 
Support  Multimodal  UAV  Interface  Design 

Plinio  Morita;  Fiona  Chui;  Catherine  Burns;  DRDC  Toronto  CR  2010-050; 
Defence  R&D  Canada  -  Toronto;  May  2010. 

Background:  Uninhabited  aerial  vehicles  (UAVs)  are  remotely  controlled  aircraft  used  for  a 
variety  of  civilian  and  military  applications  including  command,  control,  communications, 
computers,  intelligence,  surveillance  and  reconnaissance  (C4ISR).  To  improve  C4ISR  capability, 
the  Canadian  Forces  (CF)  is  acquiring  a  medium-altitude,  long-endurance  (MALE)  UAV  under 
the  Joint  Unmanned  Aerial  Vehicle  Surveillance  Target  Acquisition  System  (JUSTAS)  project.  In 
support  of  the  JUSTAS  project,  Defence  Research  and  Development  Canada  (DRDC)  -  Toronto 
is  investigating  intelligent  adaptive  interfaces  (IAI)  to  manage  information  effectively.  The  aim  of 
IAI  is  to  dynamically  change  displays  and  control  characteristics  to  effectively  manage 
information,  reduce  operator  workload,  and  thus  maximize  human-machine  system  performance. 
Psychophysiological  monitoring  technologies  can  facilitate  the  assessment  of  operator 
performance  and  present  an  opportunity  (e.g.,  changes  in  mental  workload,  body  temperature  or 
heart  rate)  to  trigger  IAI  functions.  Electroencephalography  (EEG)  and  electrocardiography 
(ECG)  technologies  have  been  used  to  evaluate  operator  mental  state  or  workload.  These 
technologies  likely  present  opportunities  to  assess  operator  mental  states  and  workload  for  the 
design  of  IAI.  However,  these  technologies  are  not  yet  fully  understood  in  terms  of  their  potential 
to  assess  operator  performance  for  the  control  of  UAVs. 

Results:  This  research  compared,  acquired,  and  evaluated  several  different  EEG  and  ECG 
technologies.  The  purpose  was  to  verify  the  types  of  measurements  that  could  be  made  with  the 
equipment.  Lessons  learned  in  setting  up  the  equipment  and  using  it  in  a  research  environment  are 
provided.  For  each  technology  (EEG  and  ECG),  three  different  systems  were  chosen  and 
examined  for  their  ability  to  measure  operator  performance  in  the  context  of  UAV  operation 
when  using  a  multimodal  interface.  Based  on  an  evaluation  against  established  criteria,  the  B- 
Alert  system  was  selected  as  the  best  EEG  unit  for  this  context  and  the  Flexcomp  Infiniti  system 
as  the  best  ECG  unit.  Performance  tests  were  conducted  for  evaluating  synchronization 
performance,  unit  performance  and  software  performance.  For  each  evaluation  the  focus  was  on 
initial  set-up,  usage  and  disassembly/clean-up. 

Significance:  Both  systems  can  meet  operator  performance  measurement  requirements  that  were 
defined  in  the  Statement  of  Work.  However,  the  selection  of  one  system  over  another  may  depend 
on  the  type  of  study  being  conducted  and  the  number  of  participants  in  that  study,  since  each 
system  has  its  own  limitations  and  complexities.  If  required,  the  two  acquired  systems  can  be 
integrated  and  used  simultaneously. 

Future  plans:  The  development  of  a  research  program  to  enhance  the  design  of  GCS  IAI  will  be 
performed  based  on  the  acquired  psychophysiological  technologies.  The  results  of  the  study  will 
provide  recommendations  to  support  future  requirements  of  the  JUSTAS  project. 
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Preliminary  Review  of  Psychophysiological  Technologies  to 
Support  Multimodal  UAV  Interface  Design 

Plinio  Morita;  Fiona  Chui;  Catherine  Burns;  DRDC  Toronto  CR  2010-050;  R  &  D 
pour  la  defense  Canada  -  Toronto;  Mai  2010. 

Introduction  :  Les  engins  telepilotes  (UAV)  sont  des  aeronefs  commandes  a  distance  qui  servent 
a  diverses  applications  civiles  et  militaires,  dont  le  C4ISR  (commandement,  controle, 
communications,  informatique,  information,  surveillance  et  reconnaissance).  En  vue  d'ameliorer 
leur  capacite  C4ISR,  les  Forces  canadiennes  ont  decide  d’acquerir  un  UAV  moyenne  altitude  et 
longue  endurance  dans  le  cadre  du  projet  Systeme  interarmees  de  surveillance  et  d'acquisition 
d'objectifs  au  moyen  de  vehicules  aeriens  sans  pilote  (JUSTAS).  A  l’appui  du  projet  JUSTAS, 
Recherche  et  developpement  pour  la  defense  Canada  (RDDC)  -  Toronto  effectue  des  recherches 
sur  les  interfaces  adaptatives  intelligentes  (IAI)  en  vue  de  la  gestion  efficace  de  finformation.  Les 
IAI  servent  a  modifier  les  affichages  de  fagon  dynamique  et  a  commander  les  caracteristiques 
pour  gerer  efficacement  finformation  et  reduire  la  charge  de  travail  de  foperateur  et  ainsi 
optimiser  le  rendement  du  systeme  homme-machine.  Les  technologies  de  surveillance  de  fetat 
psycho-physiologique  peuvent  faciliter  revaluation  du  rendement  de  foperateur  et  permettre 
f  activation  de  fonctions  IAI  (p.  ex.  variations  de  la  charge  de  travail  mentale,  de  la  temperature 
corporelle  ou  du  pouls).  Des  technologies  d'electroencephalographie  (EEG)  et 
d'electrocardiographie  (ECG)  ont  servi  a  evaluer  fetat  mental  de  foperateur  et  sa  charge  de  travail 
mentale.  Quoique  ces  technologies  offrent  probablement  l’occasion  d'evaluer  les  etats  mentaux  de 
foperateur  et  sa  charge  de  travail  mentale  en  vue  de  la  conception  d'lAI,  le  potentiel  de  ces 
technologies  en  ce  qui  a  trait  a  revaluation  du  rendement  de  Foperateur  d’UAV  n’est  pas  encore 
tres  bien  compris. 

Resultats:  Differentes  technologies  d'EEG  et  d'ECG  ont  ete  comparees,  acquises  et  evaluees  pour 
tester  les  types  de  mesures  qui  peuvent  etre  prises  avec  le  materiel.  Le  present  rapport  comporte 
les  legons  retenues  de  la  mise  en  place  du  materiel  et  de  son  utilisation  dans  un  milieu  de 
recherches.  Trois  systemes  differents  ont  ete  choisis  pour  chacune  des  technologies  EEG  et  ECG, 
et  leur  capacite  a  mesurer  le  rendement  d’un  operateur  qui  utilise  une  interface  multimodale  pour 
commander  un  UAV  a  ete  evaluee.  Le  systeme  B-Alert  a  ete  choisi  en  tant  que  meilleur  systeme 
EEG  pour  ce  contexte,  et  le  systeme  Flexcomp  Infinity  a  ete  choisi  en  tant  que  meilleur  systeme 
ECG,  selon  des  criteres  devaluation  etablis.  Des  tests  de  fonctionnement  ont  ete  effectues  pour 
evaluer  la  synchronisation,  ainsi  que  les  performances  des  systemes  et  des  logiciels.  Pour  chaque 
evaluation,  faccent  a  ete  mis  sur  la  mise  en  place  initiale,  la  facilite  d'utilisation  et  le 
desassemblage  et  le  nettoyage. 

Portee:  Les  deux  systemes  peuvent  satisfaire  aux  exigences  relatives  a  la  mesure  du  rendement 
de  foperateur  conformement  a  f enonce  des  travaux.  Le  choix  d?un  systeme  par  rapport  a  un  autre 
peut  toutefois  dependre  du  type  d'etude  menee  et  du  nombre  de  personnes  y  participant,  en  raison 
des  restrictions  et  des  complexites  propres  a  chaque  systeme.  Au  besoin,  les  deux  systemes  acquis 
peuvent  etre  integres  et  etre  exploites  simultanement. 
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Recherches  futures  :  Un  programme  de  recherche  visant  a  ameliorer  la  conception  d’lAI  pour 
SCS  sera  effectue  selon  les  technologies  psycho-physiologiques  acquises.  Les  resultats  de  ces 
recherches  apporteront  des  recommandations  pour  assister  les  exigences  futures  du  projet 
JUSTAS. 
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1  Introduction 


1.1  Background 

Uninhabited  aerial  vehicles  (UAVs)  are  remotely  controlled  aircraft  used  for  a  variety  of  civilian 
and  military  applications  including  command,  control,  communications,  computers,  intelligence, 
surveillance  and  reconnaissance  (C4ISR).  To  improve  C4ISR  capability,  the  Canadian  Forces 
(CF)  is  acquiring  a  medium-altitude,  long-endurance  (MALE)  UAV  under  the  Joint  Unmanned 
Aerial  Vehicle  Surveillance  Target  Acquisition  System  (JUSTAS)  project. 

In  support  of  the  JUSTAS  project,  Defence  Research  and  Development  Canada  (DRDC)  - 
Toronto  is  investigating  Intelligent  Adaptive  Interfaces  (IAI)  to  manage  information  effectively. 
The  aim  of  IAI  is  to  dynamically  change  displays  and  control  characteristics  to  effectively 
manage  information,  reduce  operator  workload,  and  thus  maximize  human-machine  system 
performance. 

UAVs  are  controlled  by  a  Ground  Control  Station  (GCS)  that  facilitates  ISR  activities  without  the 
need  of  an  in-craft  pilot.  This  reduces  risk,  the  need  for  on-board  life  support  systems,  weight, 
and  fuel  consumption,  thereby  increasing  the  range  and  possibilities  of  use  such  as  long-duration 
surveillance  in  high-risk  environments  such  as  storms  and  conflict  zones.  Many  of  these  systems 
contain  high  levels  of  automation,  which  might  create  opportunities  to  increase  GCS  operator 
capability  through  the  monitoring  of  multiple  UAVs.  However,  these  systems  present  new 
challenges  as  well.  With  the  pilot  outside  of  the  aircraft,  one  does  not  receive  the  environmental 
and  ambient  cues  that  an  in-craft  pilot  would  receive.  This  creates  a  need  to  explore  the  best  ways 
of  presenting  information  to  the  pilot.  Multimodal  displays  and  adaptive  displays  are  promising 
options  that  could  provide  richer  information  and  more  advanced  information  management. 

Exploring  multimodal  and  adaptive  displays  requires  monitoring  pilot  performance  and  state.  As 
an  example,  an  intelligent  adaptive  interface  may  use  readings  of  pilot  state  to  selectively  present 
information  to  the  user.  Various  ways  of  obtaining  information  on  operator  mental  and  physical 
condition  include  eye  tracking  systems,  neural  electroencephalography  (EEG)  readings, 
electrocardiography  readings  (ECG)  and  galvanic  skin  response  readings  (GSR).  These  types  of 
readings  could  indicate  operator  state  and  be  used  as  triggers  to  adaptively  alter  the  presentation 
of  information  to  the  pilot 

Psychophysiological  technologies  can  also  be  useful  in  evaluating  new  interface  designs  when 
comparing  them  to  the  existing  designs.  Small  differences  in  mental  workload  can  occur  while 
using  these  different  systems,  manifesting  themselves  as  changes  in  neural  activity,  heart  rate,  and 
skin  conductance.  For  example,  Berka  et  al.  (2007)  describe  the  correlation  of  EEG  and  mental 
workload  for  vigilance  and  memory  tasks  and  Stermann  &  Mann  (1995)  apply  EEG  for  aviation 
performance  evaluation. 

In  this  project,  several  different  EEG  and  ECG  technologies  were  evaluated  for  their  capability  to 
collect  information  on  operator  physiological  state.  Two  different  systems  were  purchased  and 
further  evaluated  within  the  Advanced  Interface  Design  Lab  to  verify  that  their  performance 
matched  the  manufacturer’s  specifications  and  our  expectations  for  future  projects  investigating 
UAV  ground  control  station  designs  and  adaptive  interfaces.  In  this  report,  equipment 
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evaluations,  lessons  learned  from  the  use  of  the  equipment,  and  the  potential  of  using  this 
equipment  in  the  development  of  intelligent  adaptive  interfaces  for  the  GCS  are  provided. 


1 .2  Objective 

The  current  report  has  been  written  by  the  Advanced  Interface  Design  Lab  at  the  University  of 
Waterloo.  Its  purpose  is  to  provide  the  necessary  human  factors  expertise  in  the  evaluation  of 
psychophysiological  technologies  to  be  used  in  UAV  GCS  multimodal  interface  research  and 
design.  The  suitable  technologies  have  been  identified,  evaluated  and  acquired  to  support  the 
development  of  the  DRDC  Toronto  multimodal  GCS  interface.  These  technologies  will  be  used 
to  evaluate  operator  performance  for  different  UAV  GCS  interface  designs  in  order  to  assess  the 
changes  in  mental  and  physical  workload  imposed  on  the  operator  by  each  specific  design. 
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2  Project  Criteria  According  to  the  Statement  of  Work 


Specific  project  criteria  were  provided  in  the  Statement  of  Work.  To  better  understand  the  report 
and  the  purpose  of  the  project,  these  criteria  are  listed  below. 

2.1  Preliminary  Technical  Review  of  Technologies 

Perform  a  preliminary  technical  review  of  EEG  and  ECG  technologies  as  an  augmented  cognition 
technique  to  facilitate  multimodal  perception  and  psychology.  Items  to  address  include,  but  are 
not  limited  to: 

•  Identify  suitable  products  in  the  current  market  space 

•  Acquire  available  product  brochures  and  pricing 

•  Provide  as  much  information  about  the  products  as  possible  with  the  DRDC  Toronto 
application  in  mind 

•  Suggest  suitable  configuration  of  products  for  DRDC  Toronto  project 

•  Where  possible,  arrange  demonstration  of  products  at  DRDC  Toronto 

•  Rank  the  top  three  EEG  and  ECG  products 

•  Recommend  the  product  to  be  evaluated 

2.2  Preliminary  Evaluation  of  Acquired  Technologies 

•  Evaluate  the  demonstrable  use  of  EEG  and  ECG  technology  in  simulation  and  its 
extensibility  for  different  research  settings  in  the  GCS 

•  Evaluate  the  demonstrable  use  of  ECG  and  ECG  technology  in  simulation  and  its 
extensibility  for  different  research  settings  in  the  GCS 

•  Evaluate  the  integration  feasibility  of  EEG  and  ECG  technology  with  another 
psychophysiological  technology  (e.g.,  an  eye  tracking  system)  for  the  GCS  interface 

•  Evaluate  the  integration  feasibility  of  EEG  technology  with  another  two 
psychophysiological  technologies  (e.g.,  eye  tracking  and  ECG  systems)  for  the  GCS 
interface 

•  Recommend  the  integration  strategy  with  pros/cons 

•  Document  all  evaluations  that  were  performed 
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3  Preliminary  Review  on  Psychophysiological 
Technologies _ 


In  order  to  evaluate  psychophysiological  technologies  to  support  multimodal  UAV  interface 
design,  the  following  steps  were  completed: 

•  A  preliminary  technical  review  of  electroencephalography  (EEG)  technologies 

•  A  preliminary  technical  review  of  electrocardiography  (ECG)  technologies 

•  A  preliminary  evaluation  of  recommended  products 

The  preliminary  review  of  psychophysiological  technologies  focused  on  EEG  and  ECG  products 
according  to  the  Statement  of  Work. 

3.1  Preliminary  Technical  Review  of  Electroencephalography 
(EEG)  Technologies 

A  preliminary  technical  review  of  EEG  technologies  was  performed  according  to  the  Statement  of 
Work.  In  this  section,  various  EEG  products  are  discussed.  Their  specifications  are  compared 
against  the  needs  of  the  DRDC  Toronto  application  and  one  of  the  possible  systems  is 
recommended  for  purchase  and  further  evaluation. 

3.1.1  Suitable  Products 

Three  suitable  EEG  products  that  are  available  in  the  current  market  space  were  identified.  The 
B-Alert  Wireless  Headset  from  Advanced  Brain  Monitoring  Inc.,  the  g.MOBIlab+  from  Cortech 
Solutions,  and  the  Biosemi  ActiveTwo  from  MindWare  Technologies  Ltd. 

Brochures  for  the  three  EEG  products  were  acquired  and  pricing  information  was  obtained 
through  online  quotations.  Brochures  for  all  three  products  are  available  in  the  Annex  A-E. 

3.1 .2  Product  Specifications 

Three  potential  systems  were  investigated,  the  B-Alert  Wireless  Headset,  the  g.MOBIlab+  and 
the  Biosemi  ActiveTwo.  While  these  systems  are  all  capable  of  monitoring  brain  activity,  they 
differ  in  their  ability  to  meet  the  needs  of  this  project.  In  the  following  sections,  the  basic  features 
of  these  three  systems  are  discussed  and  compared. 

3.1 .2.1  B-Alert  Wireless  Headset 

The  B-Alert  Wireless  Headset  has  9  electrodes  to  monitor  EEG  signals.  Little  or  no  hair  or  scalp 

preparation  is  needed  with  this  system,  as  each  sensor  dispenses  conductive  cream  to  the  scalp  for 

electrical  contact.  This  dispensing  system,  consisting  of  four  components  and  conductive  cream, 
must  be  assembled  before  each  use  of  the  EEG.  The  wireless  system  allows  the  user  to  move 
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freely,  and  can  be  covered  by  a  baseball  cap  to  be  worn  in  public  (Advanced  Brain  Monitoring 
Incorporated,  2007).  For  more  information  and  comparisons  to  the  other  products,  please  refer  to 
Table  1  and  Annex  A. 

3.1. 2.2  g.MOBIIab+  (8-channel  EEG  version) 

The  g.MOBIlab+  has  8  EEG  channels  and  4  digital  channels.  It  is  combined  with  the  g.EEG  cap 
to  monitor  EEG  signals  with  a  range  of  possible  electrodes.  The  system  can  operate  wirelessly  via 
Bluetooth  or  through  wired  USB.  Up  to  2GB  of  data  can  also  be  stored  using  a  Micro-SD  flash 
memory  card  (Guger  Technologies,  2010).  For  more  information  and  comparisons  to  the  other 
products,  please  refer  to  Table  1  and  Annex  B. 

3.1 .2.3  Biosemi  ActiveTwo 

The  Biosemi  ActiveTwo  has  32  channels  to  monitor  EEG  signals.  With  this  system,  scalp 
preparation  time  is  reduced  due  to  the  proximity  of  the  electrodes  to  the  headset’s  electronic 
system.  The  system  is  connected  to  the  computer  through  USB  for  data  transfer  (BioSemi,  2010; 
MindWare  Technologies  LTD.,  2010).  For  more  information  and  comparisons  to  the  other 
products,  please  refer  to  Table  1  and  Annex  C. 

3.1 .2.4  Product  Comparison  Table 


Table  1:  EEG  product  comparison 


Product  B-Alert 

Wireless 

Headset 

g.MOBIlab+  (8  channel 
monopolar  EEG 
version) 

Biosemi  ActiveTwo 

Company 

Advanced  Brain 
Monitoring  Inc. 

Cortech  Solutions 

MindWare  Technologies 

Ltd. 

Company  Location 

California,  USA 

North  Carolina,  USA 

Ohio,  USA 

Channels 

9 

16  (up  to  8  for  EEG) 

32 

Measurements 

Available 

Electroencephalography 

(EEG) 

Electroencephalography 

(EEG) 

Electroencephalography 

(EEG) 

Electrocardiography 

(ECG) 

Electromyography 

(EMG) 

Electromyography  (EMG) 

Electrooculography 

(EOG) 

Electrooculography 

(EOG) 

Electrocardiography  (ECG) 

Electrocardiography 

(ECG) 

Respiration  sensor 

Photoelectric  pulse 
sensor 

Galvanic  skin  response 
sensor  (GSR) 

Sampling  Rate 

256  samples/sec 

256  samples/sec 

2048,4096,8192,  16384 
samples/sec  (depending  on 
sample  frequency) 

DRDC  Toronto  CR  2010-050 


17 


Weight 

1 13  g  with  batteries 

360  g  with  batteries 

1 100  g  (system  without 
headset) 

Dimensions 
(encoder)  (mm) 

127x57.15x25.4 

155  x  100x40 

120  x  150  x  190 

Power  source 

2  x  AAA  900  mAH 
NiMH  batteries 

4  x  AA  Mignon  batteries 

25  Watt-hour,  3  cell  sealed 
lead-acid  battery 

Battery  Life 

7  hours 

25  -  100  hours 

5+  hours 

Resolution 

16  bit 

16  bit 

24  bit 

Dynamic  Range 

±  1000  |iV 

±  500  pV 

Information  not  available 

Wireless  Capability 

v 

v 

X 

Self-Calibration 

X 

X 

X 

Portability 

Can  operate  up  to 
around  10  metres  from 
workstation,  laptop,  or 
PDA 

Can  operate  up  to  around 
100  metres  from 
workstation,  laptop,  or 
PDA 

Wired 

Data  Storage 

Compact  Flash  Data 
Storage 

Compact  Flash  Data 
Storage 

Potential  fo  r 

Parallel 

Experimentation 

Multiple  headsets  can 
operate  within  the  same 
vicinity 

Consumables 

Electrode  Gel 

Electrode  Gel 

Electrode  Gel 

Foam  Disks 

Abrasive  Gel 

Adhesive  Disks 

Sensors  can  be  reused 
up  to  30  times 

Software 

B -Alert 

Acquisition  Software 

API/  Device  Driver 

Lab  VIEW 

Athena  Acquisition 
Software 

MATLAB-API 

High-Speed  Online 
Processing  for 
SIMULINK/  Lab  VIEW 

g.Recorder 

Pocket  PC  recording 
software 

Note.  Information  collected  from  EEG  Technology  Review:  W  ireless  Sensor  Headset  B-Alert 
Software  Alertness  and  Memory  Profiler  (AMP),  g.MOBIlab+,  and  Specifications  for  biopotential 
measurement  system,  type  ActiveTwo  Mk2  with  two-  wire  active  electrodes.  For  cells  in  the  table 
that  are  blank,  no  information  could  be  found  for  the  product ’s  capabilities. 
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3.1.3  Suitable  Configuration  of  Products 

Since  the  EEG  system  selected  will  be  used  with  multimodal  displays,  a  wireless  EEG  system 
would  be  preferred  since  this  would  allow  users  to  move  freely.  If  the  experiment  requires 
multiple  types  of  measurements,  it  might  be  useful  to  use  one  system  to  collect  measurements  of 
other  variables  (such  as  respiration,  temperature,  EKGs),  focusing  the  EEG  system  on  the 
acquisition  of  EEG  signals. 

3.1.4  Ranking 

The  three  products  were  ranked  using  the  following  criteria  to  determine  which  EEG  technology 
would  be  most  suitable  for  the  project: 

•  Portability  (wireless  capability  and  weight) 

•  Cost 

•  Software  (as  mentioned  in  Table  1) 

•  Interference  with  other  systems 

•  Integration  and  software 

•  Tech  support 

•  Calibration 

•  Accuracy 

In  the  following  sections,  the  capability  of  these  three  systems  to  meet  the  above  criteria  is 
discussed.  The  three  systems  are  ranked  and  the  rationale  for  this  ranking  has  been  provided. 

3. 1.4.1  Criteria  Evaluation 

In  comparison  with  the  above  criteria,  the  following  characteristics  were  noted. 

•  Portability  -  The  Biosemi  ActiveTwo  is  not  portable  enough  for  the  application  in  mind. 
The  system  is  too  bulky  for  the  DRDC  Toronto  project,  especially  considering  the  other 
technologies  that  will  be  used,  such  as  a  tactor  vest  and  GCS  interface.  The  Biosemi 
ActiveTwo  would  interfere  with  physical  movements  of  the  operator,  therefore,  the 
Biosemi  ActiveTwo  was  disqualified. 

The  B-Alert  Wireless  Headset  is  more  portable  than  the  g.MOBIlab+,  as  it  is  lighter  and 
the  entire  system  is  isolated  to  the  headset,  so  no  wiring  would  impede  body  movement. 

•  Cost  -  The  costs  of  the  Flexcomp  Infiniti  and  the  Biosemi  ActiveTwo  are  well  within  a 
price  range  that  will  allow  the  project  to  stay  within  budget,  as  opposed  to  the 
g.MOBIlab+  that  costs  approximately  $5000  more  per  unit.  Therefore,  the  g.MOBIlab+ 
was  disqualified. 

•  Interference  with  other  systems  -  Because  the  B-Alert  Wireless  Headset  is  connected 
via  Bluetooth,  multiple  headsets  can  operate  within  the  same  vicinity.  The  Bluetooth 
connection  should  also  allow  for  other  wireless  systems  to  operate  in  the  same  area  as  the 
headset  without  any  interference.  There  should  be  no  interference  with  wired  systems. 
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The  g.MOBIlab+  is  also  connected  via  Bluetooth  and  should  have  no  interference  issues 
either. 

•  Integration  and  software  -  The  integration  of  the  B-Alert  Wireless  Headset  is  very 
simple  and  allows  for  effective  EEG  data  acquisition.  The  entire  hardware  system  is 
integrated  into  one  unit  that  is  part  of  the  headset,  and  the  software  is  easy  and 
straightforward  to  use,  allowing  several  different  measurements  and  analysis  of  the 
collected  data.  The  g.MOBIlab+  is  quite  complicated,  as  the  system  must  be  connected  to 
another  product  by  the  same  manufacturer  (g.GAMMAsys)  for  operation.  The  device  can 
be  integrated  into  a  notebook,  PC,  or  PDA  through  SIMULINK.  This  also  disqualified 
the  g.MOBIlab+. 

•  Technical  su  pport  -  The  supplier  of  the  B-Alert  Wireless  Headset,  Advanced  Brain 
Monitoring  Inc,  provides  two  days  of  on-site  technical  integration  and  support,  the  cost  of 
which  differs  depending  on  site  location.  Cortech  Solutions,  which  is  the  supplier  for  the 
g.MOBIlab+  provides  a  variety  of  support  options  to  give  customers  assistance  regarding 
installation,  training,  and  repairs.  On-site  training  requires  a  nominal  fee,  while  repairs 
require  sending  the  product  back  to  the  company. 

•  Calibration  -  No  self-calibration  was  explicitly  mentioned  in  the  brochures  and  product 
descriptions  of  both  the  B-Alert  Wireless  Headset  and  the  g.MOBIlab+. 

•  Accuracy  -  It  is  very  difficult  to  objectively  judge  how  accurate  these  technologies  are, 
as  other  factors  such  as  proper  set-up  of  equipment  play  a  large  part  in  the  accuracy  of 
measurements  made  by  these  products. 

3. 1.4.2  Final  Ranking 

The  products  are  listed  in  order  of  ranking. 

1 .  B-Alert  Wireless  Headset 

2.  g.MOBIlab+ 

3.  Biosemi  ActiveTwo 

3.1 .5  Recommendation 

Due  to  time  constraints,  leasing  and  evaluation  of  the  three  products  was  not  possible.  Instead, 
expertise  from  other  researchers  in  the  field  of  augmented  cognition  was  relied  upon  and 
consultation  with  the  Scientific  Authority  was  required  to  establish  criteria  for  selecting  a 
product.  Through  these  consultations,  criteria  for  an  initial  technical  assessment  were  developed 
and  utilized,  as  described  above.  It  is  recommended  that  the  product  most  suitable  for  the  DRDC 
Toronto  project  be  purchased  and  evaluated. 
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3.2  Preliminary  Technical  Review  of  Electrocardiogram  (ECG) 
Technologies 

A  preliminary  technical  review  of  ECG  technologies  was  performed  according  to  the  Statement 
of  Work.  In  this  section,  the  various  ECG  products  and  their  prices  are  discussed.  Their 
specifications  are  compared  against  project  criteria  and  one  of  the  possible  systems  is 
recommended. 

3.2.1  Suitable  Products 

Three  suitable  ECG  products  available  in  the  current  market  space  were  identified.  These 
consisted  of  the  FlexComp  Infiniti  from  Thought  Technology  Ltd,  the  g.USB  amp  from  Cortech 
Solutions,  and  the  1-330  C2plus  12  channel  system  from  J&J  Engineering. 

Brochures  for  the  three  ECG  products  were  acquired  and  pricing  information  was  obtained 
through  online  quotations.  Brochures  for  all  three  products  are  available  in  the  Annex. 

3.2.2  Product  Specifications 

Three  potential  systems  were  investigated,  the  FlexComp  Infiniti,  the  g.USB  amp  and  the  1-330 
C2plus  12  channel.  While  these  systems  are  all  capable  of  ECG  measurement,  they  differ  in  their 
ability  to  meet  the  needs  of  this  project.  In  the  following  sections,  the  basic  features  of  these  three 
systems  are  discussed  and  compared. 

3.2.2. 1  FlexComp  Infiniti 

The  FlexComp  Infiniti  is  the  most  advanced  biofeedback  technology  available  from  Thought 
Technology  Ltd.  The  encoder  has  10  channels,  each  operating  at  2048  samples  per  second.  The 
encoder  can  be  attached  to  a  computer  using  fibre  optic  wires  and  the  bundled  USB-fibre  optics 
adapter  for  real  time  monitoring,  or  wirelessly  with  a  Bluetooth  dongle.  A  compact  flash  card  can 
also  be  used  for  remote  data  storage  (Thought  Technology,  2010a;  Thought  Technology,  2010b). 
The  software  provides  a  wide  range  of  screen  configurations  for  ECG  and  other  measurements 
that  can  be  made  with  the  encoder.  An  example  screen  configuration  is  shown  in  Figure  18, 
which  shows  a  blood  volume  pulse  (raw)  signal,  heart  rate,  and  respiration.  The  shown  screen 
configuration  can  also  display  EMG  and  skin  conductance  signals.  For  more  information  and 
comparisons  to  the  other  products,  please  refer  to  Table  2  and  Annex  D. 

3. 2. 2. 2  g.USB  amp 

The  g.USB  amp  from  Cortech  Solutions  has  16  input  channels  which  can  sample  with  up  to 
38400  samples  per  second  and  four  4  independent  grounds.  The  amplifier  is  connected  to  a 
computer  via  a  USB  2.0  interface  for  data  collection.  Various  software  solutions  are  available, 
including  support  for  all  features  of  the  amplifier  and  high-speed  online  data  processing  (Guger 
Technologies,  2009).  For  more  information  and  comparisons  to  the  other  products,  please  refer  to 
Table  2  and  Annex  E. 
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3.2.2. 3  1-330  C2plus  12  channel 

The  1-330  C2plus  12  channel  system  from  J&J  Engineering  has  12  channels  capable  of  2-person 
monitoring  at  1024  samples  per  second.  The  system  is  connected  to  a  computer  via  USB  for  real 
time  data  collection.  The  software  provides  feedback  screens,  audio,  and  impedance  checking 
(J&J  Engineering,  2010).  For  more  information  and  comparisons  to  the  other  products,  please 
refer  to  Table  2  and  Annex  F. 

3. 2.2.4  Product  Comparison  Table 


Table  2:  ECG  Technologies  Comparison 


Product  FlexComp 

Infiniti 

g.USBamp 

1-330  C2plus  12 
channel 

Company 

Thought  Technology 

Ltd. 

Cortech  Solutions 

J&J  Engineering 

Company  Location 

Quebec,  Canada 

North  Carolina,  USA 

Washington,  USA 

Channels 

10 

16 

12  (up  to  4  for  EEG) 

Measurements  Available 

Electroencephalography 

(EEG) 

Electroencephalography 

(EEG) 

Electroencephalography 

(EEG) 

Electromyography 

(EMG) 

Electromyography 

(EMG) 

Electromyography 

(EMG) 

Electrocardiography 

(ECG) 

Electrocardiography 

(ECG) 

Electrocardiography 

(ECG) 

Respiration 

Electrooculography 

(EOG) 

Respiration 

Temperature 

Temperature 

Skin 

Resistance/Conductance 

Skin 

Resistance/Conductance 

Blood  Volume  Pulse 
(BVP) 

Heart  Rate  Variability 
(HRV) 

Hemoencephalography 

(HEG) 

Sampling  Rate 

2048  samples/sec 

38400  samples/sec 

1024  samples/sec 

Dimensions  (enc  Oder) 
(mm) 

130x95x37 

197  x  155x40 

152.4x95.25x31.75 

Power  source 

4AA  batteries,  single¬ 
use  alkaline 

GlobeTek  GTM21097- 
3005  Medical  Power 
supply 

4AA  batteries,  single¬ 
use  alkaline 

Alternate  Power  Source 

4AA  batteries, 
rechargeable  NiMH 

Rechargeable  battery 
pack 

Battery  Life 

30  hours  typical,  20 
hours  minimum 
(alkaline) 

10  hours  with 
rechargeable  battery 
pack 

Information  not 
available 

Resolution 

14  bit 

24  bit 

16  bit 
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Wireless  Capability 

V 

X 

X 

Self-C  alibr  ation 

V 

V 

X 

CompactFlash  memory 
storage 

V 

X 

Automatic  Electrode 
Impedance  Checking 

V 

V 

V 

Software  and  Suites 

BioGraph  Infiniti 

API/  Device  Driver 

Sensor  Test  Screen 

Developer  Tools 

MATLAB-API 

Check  Signal  Screen 

EEG  Suite 

High-Speed  Online 
Processing  for 
SIMULINK/  Lab  VIEW 

Heart  Rate,  Respiration, 
Heart  Variability  Bands 

Physiology  Suite 

Breathing  Training 

Screen 

EMG  Training  Screen 

Note:  Information  collected  from  FlexComp  Infiniti  Hardware  Manual ,  g.  U SBamp  generation 
3.0 ,  and  I-330-C2+  12  Channel.  For  cells  in  the  ta  ble  that  are  blank,  no  inf  ormation  could  be 
found  for  the  product ’s  capabilities. 


3.2.3  Suitable  Configuration  of  Products 

Since  the  ECG  system  selected  will  be  used  with  multimodal  displays,  it  will  be  more  convenient 
for  the  system  to  be  wireless  as  this  will  allow  users  to  move  more  freely.  It  will  also  be  useful  to 
measure  other  physiological  variables  such  as  blood  volume  pulse,  respiration,  and  EMG,  which 
the  selected  EEG  does  not  measure. 

3.2.4  Ranking 

The  three  products  were  ranked  using  the  following  criteria  to  determine  which  ECG  technology 
would  be  most  suitable  for  the  project: 

•  Wireless  capability 

•  Sampling  rate 

•  Other  available  sensors 

•  Cost 

•  Company  Location 

•  Software 

3. 2.4.1  Criteria  Evaluation 

The  ECG  technologies  considered  here  were  evaluated  based  on  the  information  provided  on 
Table  2.  In  comparison  with  the  above  criteria,  the  following  characteristics  were  noted: 
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•  Wireless  capability  -  Compared  to  the  g.USBamp  and  the  1-330  C2plus  12  channel,  the 
FlexComp  Infiniti  is  the  only  system  with  wireless  capability.  This  was  enough  to 
disqualify  the  the  g.USBamp  and  the  1330  C2plus  12  channels. 

•  Sampling  rate  -  Compared  to  the  g.USBamp  and  the  1-330  C2plus  12  channel,  the 
FlexComp  Infiniti  has  the  highest  sampling  rate. 

•  Other  available  sensors  -  The  Flexcomp  Infiniti  has  the  selection  of  sensors  that  are 
most  relevant  to  support  multimodal  UAV  interface  design.  The  gUSBamp  does  not 
provide  a  wide  array  of  sensors. 

•  Cost  -  The  cost  of  the  Flexcomp  Infiniti  and  of  the  1-330  C2plus  12  channel  are  well 
within  the  price  range  of  the  given  budget  while  the  g.USBamp  is  too  expensive  for  this 
project. 

•  Company  location  -  The  company  location  is  optimal  for  the  Flexcomp  Infiniti  as  it  is  in 
Canada,  making  it  easier  when  repairs  and  replacements  are  required.  The  manufacturers 
of  the  1-330  C2plus  12  channel  and  of  the  g.USBamp  are  located  in  the  USA. 

•  Software  -  The  1-330  C2plus  12  channel  does  not  have  adequate  data  display  in  its 
software  package  to  monitor  ECG  and  other  measurements.  The  Flexcomp  Infiniti  has  the 
best  array  of  data  display  screens  for  supporting  multimodal  UAV  interface  design. 

3. 2.4.2  Final  Ranking 

The  products  are  listed  in  order  of  ranking. 

1 .  FlexComp  Infiniti 

2.  1-330  C2plus  12  channel 

3.  g.USBamp 

3.2.5  Recommendation 

Due  to  time  constraints,  leasing  and  evaluation  of  the  three  products  was  not  possible.  Instead, 
expertise  from  other  researchers  in  the  field  of  augmented  cognition  was  relied  upon  and  through 
consultation  with  the  Scientific  Authority,  a  criteria  for  selecting  an  ECG  system  was  established. 
Through  these  consultations,  criteria  for  an  initial  technical  assessment  were  developed  and 
utilized,  as  described  above.  It  is  recommended  that  the  product  most  suitable  for  the  DRDC 
Toronto  project  be  purchased  and  evaluated. 

3.3  Technical  Evaluation  of  Psychophysiological 

Technologies  for  Multimodal  UAV  Interface  Design 

In  the  previous  phase  of  the  project,  EEG  equipment  and  ECG  equipment  were  evaluated  and 
selected  according  to  the  specified  requirements  for  use  as  a  physiological  measurement  of  the 
mental  and  physical  load  faced  by  UAV  operators.  The  purchase  and  delivery  process  of  the 
relevant  technologies  was  initiated,  according  to  University  of  Waterloo  protocols.  The  two 
selected  technologies  had  different  purchasing  requirements,  since  one  was  purchased  from 
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within  Canada  (FlexComp  Inflniti  from  Thought  Technology)  and  the  other  was  purchased  from 
the  United  States  (B-Alert  System  from  Advanced  Brain  Monitoring). 


A  cost  analysis  was  conducted  with  the  University  of  Waterloo  purchasing  department  to 
guarantee  that  the  equipment  was  delivered  on  time  and  that  the  project  would  remain  within 
budget.  Extra  expenses  such  as  taxes,  brokerage  fees,  shipping  and  handling  were  considered  in 
the  budget. 

After  the  analysis  of  costs,  suppliers  were  contacted  and  the  purchases  were  made.  The  shipping 
status  of  the  US  product  was  constantly  monitored  in  order  to  deal  with  border  issues  and  assure 
that  the  product  arrived  at  the  University  of  Waterloo  in  time  for  evaluation  and  delivery  to 
DRDC  Toronto. 

Each  unit  was  shipped  with  a  package  of  accessories  that  would  allow  researchers  to  conduct  the 
required  measurements  for  this  project.  The  components  of  each  purchase  are  listed  in  the 
following  sections,  organized  by  manufacturer.  Two  units  of  the  FlexComp  Inflniti  and  two  units 
of  the  B-Alert  were  purchased,  along  with  the  accessories  and  consumables. 


3.3.1  Equipment  verification 

As  soon  as  the  equipment  arrived,  the  contents  were  checked  against  the  purchase  orders  and 
everything  was  accounted  for.  The  purchase  tables  shown  on  Table  3  for  the  items  purchased 
from  Advanced  Brain  Monitoring  and  Table  4  for  the  items  purchased  from  Thought 
Technologies  show  the  contents  of  each  package. 


Table  3:  Description  of  items  purchased  from  Advanced  Brain  Monitoring 


Description  Quantity 

10  Channel  B-Alert  Wireless  System  (with  the  researcher  discount) 

2 

External  Syncing  Unit  (ESU) 

2 

Sony  VAIO  24-Inch  Desktop  PC 

2 

Table  4:  Description  of  items  purchased  from  Thought  Technology 


Number 
of  Items 

Item  Code 

Item  Description 

2 

T7555M 

FLEXCOMP  INFINITI  SYSTEM  w/ 

2 

SA7700 

TT-USB  RECEIVER 

2 

SA7550 

FLEXCOMP  INFINITI  ENCODER 

2 

SA7900 

BIOGRAPH  INFINITI  SOFTWARE 

2 

SA7903 

BIOGRAPH  INFI  TUTORIALS  CD 

2 

SA7950 

EEG  SUITE  SW 

2 

SA7970 

PHYSIOLOGY  SUITE  SW 

2 

SA7926 

REHAB  SUITE  SW  PR05  PRO  FLEX 

2 

SA7920 

BIOGRAPH  INFINITI  DEV  TOOLS  SW 

2 

T9306M 

SENSOR,  EKG  FLEX/PRO  KIT 

2 

SA9306M 

SENSOR,  EKG  FLEX/PRO 

2 

T8710M 

EKG  EXTENDER  CABLE  KIT 

2 

SA9325 

EKG  WRIST  STRAPS 

10 

T3425 

ELECTRODES  100  UNI-GEL  SINGLE 

2 

T9600 

TELE-INFINITI  CF 
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2 

SA9600 

COMPACT  FLASH  TELE-INFINITI 

2 

SA9610 

COMPACT  FLASH  TELE-INFI  CD 

2 

SA9630 

CF  TELE-INFINITI  USB  DONGLE 

2 

T9401M-60 

MYOSCAN-PRO  60HZ  KIT 

2 

SA9401M-60 

SENSOR,  MYOSCAN-PRO  60Hz 

2 

T8720M 

SENSOR  EXTENDER  CABLE  KIT 

2 

SA9309M 

SENSOR,  SKIN  CONDUCTANCE 

2 

SA9310M 

SENSOR,  TEMPERATURE 

2 

SA9311M 

SENSOR,  RESPIRATION 

2 

SA9308M 

SENSOR,  HR/BVP  FLEX/PRO 

10 

SA2306 

HEADBAND  EMG 

10 

T3450 

EEG  PASTE  TEN  20  CONDUCTIVE 

10 

T3470 

NUPREP  EEG  SKIN  PREP  GEL  1 14gm 

The  shipped  equipment  was  confirmed  against  the  purchase  order  and  catalogued  as  shown  in 
Figures  1  to  4: 


Figure  1:  B-Alert  System  EEG  unit  from  Advanced  Brain  Monitoring  including  the  data 
acquisition  unit,  the  sensor  strip  and  the  wireless  USB  adapter. 
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Figure  2:  B-Alert  System  EEG  unit  accessories  from  Advanced  Brain  Monitoring  including  the 

EEG  sensors  and  ECG  sensors. 


Figure  3:  Sony  VAIO  24-inches  Computers  for  use  with  the  B-Alert  System  EEG  unit  from 
Advanced  Brain  Monitoring  including  the  Bluetooth  keyboard  and  mouse. 
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Figure  4:  FlexComp  Infiniti  unit  from  Thought  Technology  including  all  the  sensors  that  shipped 

with  the  unit  (except  the  extra  electrodes). 

3.4  Preliminary  Evaluation  of  Acquired  Psychophysiological 
Technologies 

In  order  to  evaluate  the  delivered  units,  operational  testing  was  conducted  to  assure  correct 
functionality.  The  units  were  assembled  and  tested  according  to  instructions  indicated  in  the 
manual. 

3.4.1  Demonstrable  use  of  EEG  Technology  in  Simulation  and  its 
Extensibility  for  Different  Research  Settings  in  the  GCS 

In  the  past,  EEG  technologies  have  been  used  for  evaluating  the  pilot’s  mental  workload  during 
flights  (Bonner  &  Wilson,  2002).  The  use  of  EEG  technology  allows  for  the  evaluation  of 
changes  in  mental  workload  and  brainwaves  according  to  the  tasks  that  the  individual  is 
performing.  These  differences  in  workload  can  be  used  to  compare  and  evaluate  different 
interfaces  since  they  allow  for  the  comparison  of  baseline  data  to  the  workload  measured  when 
using  new  interface  designs.  EEG  technologies  could  be  used  to  analyse  the  effects  of  multimodal 
interface  changes  in  the  GCS  interface  design. 

Another  possible  use  for  EEG  technologies  in  support  of  the  GCS  interface  development  could  be 
the  integration  of  psychophysiological  data  collection  devices  with  the  new  multimodal 
interfaces.  The  integration  of  the  psychophysiological  technologies  with  the  GCS  interface  could 
help  identify  instances  of  high  mental  workload  during  UAV  operations. 

Ultimately,  the  EEG  system  provides  an  objective  measurement  of  the  individual  mental 
workload.  For  the  purpose  of  the  GCS  UAV  multimodal  interface  design,  the  EEG  technologies 
provide  visualizations  of  changes  in  the  mental  conditions  of  the  operator  that  are  easily 
detectable  and  analyzable. 
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EEG  technologies  are  a  powerful  tool  for  evaluating  mental  changes  in  task  performance  due  to 
changes  in  the  interface  design,  but  EEG  units  must  be  selected  according  to  the  specific 
requirements  for  each  project.  The  ability  to  conduct  more  advanced  analyses  is  directly  related  to 
the  number  of  channels  and  the  software  in  use  since  more  advanced  systems  available  on  the 
market  provide  more  channels  than  the  acquired  systems  (32  channels  for  more  advanced  systems 
vs.  9  channels  on  the  acquired  units).  However,  it  is  also  necessary  to  consider  the  time 
commitment  required  to  set  up  the  unit  under  experimental  conditions,  since  additional  channels 
require  more  set  up  time. 

The  B-Alert  system  has  9  sensors  in  a  wireless  headset.  The  software  that  was  provided  with  the 
unit  also  allows  a  detailed  analysis  of  the  data.  However,  the  set-up  and  clean-up  of  the  system  is 
time  consuming,  making  its  use  for  a  large  number  of  participants  in  a  short  time  span  difficult. 
Setting  up  the  technology  takes  approximately  20  minutes  while  cleaning  the  sensors  takes 
approximately  30  minutes,  but  more  time  is  needed  to  air  dry  the  cap  after  washing. 

Even  with  all  these  limitations,  some  of  possible  uses  in  the  GCS  interface  design  project  include: 

1 .  Evaluation  of  new  interfaces 

2.  Evaluation  of  multimodal  interfaces 

3.  Evaluation  of  mental  workload  during  different  stages  of  the  flight,  both  in  simulated 
conditions  and  real  flights 

4.  Evaluation  of  different  UAV  aircraft  and  control  technologies,  considering  the  different 
workload  required  to  control  the  aircraft 

5.  Evaluation  of  different  training  programs 

3.4.2  Demonstrable  use  of  ECG  Technology  in  Simulation  and  its 
Extensibility  for  Different  Research  Settings  in  the  GCS 

ECG  technologies  have  been  extensively  used  to  evaluate  pilot  performance.  For  example,  they 
have  been  used  to  evaluate  the  perceived  risk  by  pilots  (Sharma,  2006)  and  mental  workload 
during  flights  (Wilson,  2009).  Bonner  and  Wilson  (2002)  applied  these  technologies  for  testing 
and  evaluating  different  aircraft  systems  and  De  Rivecourt,  Kuperus,  Post  &  Mulder  (2008) 
applied  them  in  the  analysis  of  changes  in  mental  effort  during  simulated  flights. 

From  the  literature  above  a  few  possible  uses  for  ECG  systems  in  the  context  of  the  GCS  can  be 
devised: 

1.  Comparison  of  perceived  risks  between  manned  aircrafts  pilots  and  UAVs  operators  for 
the  same  mission  type 

2.  Evaluation  of  the  consequences  of  the  difference  in  the  perceived  risk  in  the  operators 
performance 

3.  Evaluation  of  mental  and  physical  workload  for  the  UAV  operator 

4.  Evaluation  of  new  interfaces,  cockpits  and  UAVs 

5.  Evaluation  of  training  and  testing  simulations 

Other  possibilities  include  the  use  of  ECG  to  measure  arousal,  perception  of  changes  and  physical 
workload.  Sharma  (2006)  uses  ECG  monitoring  to  assess  pilot’s  heart  interbeat  intervals  and 
relates  this  measure  to  evaluate  perceived  risk  of  the  consequences  from  their  inability  to  perform 
a  task  adequately.  This  measure  could  be  used  to  improve  the  GCS  control  systems  and  apply 
concepts  of  adaptive  automation  to  the  GCS.  Wilson  (2009)  presents  ECG  as  another  tool  for  test 
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and  evaluation  of  new  aircraft  systems.  ECG  is  shown  as  a  non-intrusive  measure  that  can 
provide  additional  information  to  the  evaluation  team  other  than  the  typical  performance  and 
subjective  measures  usually  collected.  For  the  purposes  of  GCS  interface  development,  ECG 
could  be  used  to  evaluate  different  control  interfaces  or  different  situations  in  pilot  control. 

The  connection  between  mental  workload  (as  stated  in  the  previous  section)  and  ECG  signals  is 
explained  in  detail  by  Nickel  &  Nachreiner  (2003).  Therefore,  all  the  measurements  stated  above 
as  a  measurement  of  mental  workload  can  be  complemented  by  ECG  and  other  physiological 
measurements  provided  by  the  FlexComp  Infiniti  unit  with  the  objective  of  measuring  operator 
mental  and  physical  workload.  Simple  ECG  measurements  can  be  done  using  both  the  FlexComp 
Infiniti  (with  the  appropriate  sensors)  and  the  B-Alert  System. 

3.4.3  Integration  Feasibility  of  EEG  Technology  with  another 
Psychophysiological  Technology  for  the  GCS  Interface 

The  simultaneous  use  of  an  EEG  system  and  an  eye  tracker  system  would  allow  the  integration  of 
the  analysis  of  gaze  and  eye  motion  (indicating  where  the  participant  is  looking  and  how  the  gaze 
changes  over  time)  with  the  corresponding  brainwaves.  Eye  fixations  can  be  used  to  determine 
commonly  viewed  display  elements  and  also  to  identify  potential  layout  problems  if  commonly 
viewed  elements  (in  the  case  they  are  logically  relevant)  are  spaced  far  apart  on  the  display.  It  is 
well  known  that  one  issue  with  only  collecting  eye-tracking  data  is  that  fixations  can  indicate  both 
areas  of  high  interest,  as  well  as  areas  of  confusion.  Combining  eye-tracking  data  with  EEG  data 
may  reveal  which  areas  of  the  interface  are  associated  with  higher  levels  of  mental  workload.  By 
combining  this  information  from  the  eye  tracker  with  EEG  information,  it  is  possible  to  identify 
design  features  that  reduce  operator  mental  workload  and  therefore  develop  better  designs  .  In 
particular,  when  multimodal  interfaces  are  being  used,  operators  may  show  different  visual 
attention  patterns  in  a  multimodal  interface  compared  to  a  solely  visual  interface.  Designing 
interfaces  that  require  less  eye  movement,  and  potentially,  less  effort  from  the  operator  could 
ultimately  result  in  better  operator  performance. 

A  main  characteristic  considered  in  the  evaluation  of  the  EEG  technology  was  the  portability  of 
the  unit.  Compact  and  portable  units  facilitate  the  integration  of  multiple  psychophysiological 
technologies,  providing  more  information  about  the  psychophysiological  state  of  the  pilots  with 
less  movement  restriction  than  heavy  or  bulky  units.  The  fact  that  the  units  are  portable  facilitates 
the  integration  with  technologies  such  as  eye  trackers  that  require  a  larger  setting  for  the 
acquisition  of  data.  Also,  portable  units  reduce  the  physical  wired  connections  between  the 
participant  and  the  acquisition  computers,  reducing  physical  impediments  to  operator 
performance. 

Since  the  B-Alert  unit  is  placed  on  the  top  of  the  head  (Figure  5)  and  there  is  no  interruption  of 
the  line  of  sight,  integration  with  an  eye  tracking  system  is  possible  and  no  physical  interference 
would  be  expected  from  the  interaction  of  these  two  technologies.  We  did  not  have  the 
opportunity  to  evaluate  the  presence  of  electro-magnetic  interference  from  the  two  units,  but 
considering  the  new  technological  developments  and  the  use  of  standardized  communication 
protocols  and  technologies  such  as  Bluetooth;  electro-magnetic  interference  would  be  unlikely. 
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Figure  5:  B-Alert  System  EEG  headset  assembly  example  from  Advanced  Brain  Monitoring. 

Depending  on  the  type  of  eye  tracking  system  to  be  used,  some  integration  issues  may  need  to  be 
addressed  since  some  eye  trackers  are  also  head-mounted.  Thus,  for  integration  with  the  B-Alert 
system,  it  is  recommended  that  an  eye  tracker  system  be  selected  that  does  not  need  to  be  head- 
mounted. 

Factors  to  consider  when  integrating  EEG  and  eye  tracking  systems  include: 

1 .  The  bulkiness  and  portability  of  the  system-  it  is  important  to  consider  how  these  systems 
would  affect  participant  mobility  and  how  the  reduced  mobility  would  affect  the  results 
of  the  research.  Regarding  portability,  researchers  should  consider  what  tasks  participants 
will  be  required  to  perform  (regarding  motion  and  freedom  of  movement)  in  order  to 
assess  the  portability  requirements  for  the  measurement  system. 

2.  The  effect  of  system  on  the  performance  of  the  individual  -  researchers  should  consider 
how  that  measurement  system  will  affect  the  performance  of  an  individual.  The  presence 
of  leads  and  wires  can  impede  a  participant’s  performance,  imposing  physical  restriction, 
as  well  as  detracting  from  the  realism  of  a  simulated  operational  environment. 

3.  The  potential  for  interactions  between  wireless  systems  -  older  wireless  systems  can 
cause  unwanted  interactions  with  other  wireless  systems.  Therefore,  it  is  important  to 
select  systems  that  use  well  established  communication  protocols  that  avoid  these 
interactions. 

4.  The  potential  for  electromagnetic  interference  -  electromagnetic  interference  can  occur 
when  using  wireless  systems  in  environments  with  abundant  electro-magnetic  radiation. 
Such  environments  can  affect  measures  collected  by  the  system  or  “rupture”  pairing 
between  units. 
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When  using  the  selected  EEG  technology  in  combination  with  an  eye  tracker  system  that  does  not 
require  parts  of  the  eye  tracker  to  be  physically  connected  to  the  participant,  the  first  two  factors 
do  not  need  to  be  considered  since  the  system  does  not  add  any  component  that  limits  or  changes 
the  performance  of  the  individual.  One  remaining  concern  would  be  external  interference  and 
internal  interference  between  the  eye  tracker  and  the  EEG  system  if  both  systems  use  non- 
standardized  wireless  technology.  In  order  to  evaluate  such  interference,  it  would  be  necessary  to 
have  the  units  available  for  performance  testing  prior  to  purchasing  or  to  rely  on  the  wireless 
communications  protocols  developed  by  the  manufacturers. 

The  B -Alert  system  allows  real-time  exporting  capabilities  via  TCP/IP  or  UDP/IP  that  can 
provide  a  useful  integration  opportunity.  One  could  use  the  SDK  provided  with  the  B-Alert 
system  or  stream  data  through  a  dynamic  link  library.  This  data  could  then  be  collected  on  a 
second  computer  using  TCP/IP  protocols. 

It  should  be  noted  that  selection  and  evaluation  of  the  eye-tracking  system  was  not  within  the 
scope  of  this  project. 

3.4.4  Integration  Feasibility  of  ECG  Technology  with  other 

Psychophysiological  Technology  for  the  GCS  Interface 

In  the  previous  section,  the  integration  of  the  B -Alert  system  with  an  eye  tracker  system  was 
discussed.  In  order  to  broaden  the  possibilities  and  discuss  a  wider  variety  of  integration 
alternatives,  in  this  section,  the  integration  of  several  physiological  measurements  provided  by  the 
FlexComp  Infmiti  will  be  discussed.  De  Rivecourt  et  al.  (2008)  present  an  article  where  an  ECG 
system  is  integrated  with  an  eye  tracker  system  to  measure  momentary  changes  in  mental  effort 
during  simulated  flights,  while  Wilson  (1992)  discusses  the  practical  considerations  and 
precautions  of  using  cardiac  and  respiration  measures.  These  authors  provide  some  examples  of 
integration  possibilities  that  can  be  used  as  a  starting  point  for  the  integration  of  these 
psychophysiological  technologies  in  the  GCS  multimodal  interface  scenario. 

1.  ECG  and  respiration  frequency  -  The  FlexComp  Infmiti  has  the  capability  to  provide 
numerous  measures,  allowing  parallel  measurements  of  ECG,  EEG,  EMG, 
hemoencephalography  respiration  frequency,  blood  volume  pulse,  temperature,  and  skin 
conductance;  being  only  limited  by  the  number  of  channels  available.  These  variables 
provide  several  interesting  integration  possibilities  such  as:  ECG  and  respiration 
frequency  -  Since  heart  rate  and  respiration  rate  correlate  with  arousal  and  mental 
workload  (Wilson,  2009),  analysis  of  these  physiological  measures  may  improve  the 
accuracy  of  arousal  and  mental  workload  monitoring.  Such  measurements  could  be  used 
as  input  into  a  UAV  command  centre  environmental  control  system  that  would  adjust  the 
operator  environment  to  improve  performance.  An  example  would  be  a  control  system 
that  would  adjust  the  air  mixture  of  the  command  centre  according  to  the  level  of 
workload  applied  to  the  operator.  Measurements  of  respiration  frequency  could  be  used 
as  an  input  to  an  air-mixture  system  that  would  increase  the  concentration  of  oxygen  in 
the  breathing  mixture  in  more  physically  and  mentally  demanding  situations.  This  would 
reduce  the  respiration  frequency  and  therefore,  the  physical  workload.  Note,  this  would 
require  having  a  controllable  physical  environment  for  the  UAV  operator. 

2.  ECG  and  temperature  variation  -  Here  it  may  be  possible  to  control  the  pilot’s 
environment  to  improve  performance  using  some  of  the  variables  measured  by  the 
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FlexComp  Infiniti.  Several  different  regions  of  the  operator’s  body  can  have  temperature 
changes  during  high  workload  moments.  Temperature  and  ECG  changes  may  be 
combined  to  determine  triggers  for  adaptive  displays.  Although  futuristic,  a  system  could 
be  devised  to  control  seat  or  air  temperature  in  high  workload  situations,  reducing  the 
operator’s  discomfort  and  possibly  improving  performance. 

3.  ECG  and  EMG  -  EMG  provides  an  effective  tool  to  measure  muscle  usage,  and 
consequently,  muscle  fatigue  after  a  long  period  of  muscular  effort.  Muscle  fatigue  can 
result  from  a  repetitive  movement  with  high  muscular  effort  is  performed.  This  could  be 
used  to  trigger  adaptive  display  changes  to  reduce  repetitive  actions.  Integrating  EMG 
and  ECG  would  allow  for  correlation  between  increased  workload  and  change  in 
muscular  activities,  allowing  the  use  of  adaptive-automation  in  critical  moments. 

The  combinations  of  the  physiological  measurements  collected  by  the  FlexComp  Inflniti  create  a 
large  number  of  integration  possibilities  with  the  use  of  a  single  piece  of  equipment.  If  all  the 
possible  measurements  provided  by  the  FlexComp  Inflniti  are  considered,  it  is  easy  to  collect  a 
wide  range  of  data  (ECG,  EEG,  EMG,  temperature,  skin  conductance,  blood  volume,  heart  rate, 
respiration  frequency  and  volume  etc.).  The  variables  collected  will  depend  on  the  requirements 
of  each  experiment,  allowing  a  great  diversity  of  experiments  to  be  run  using  the  same  FlexComp 
Infiniti  unit. 

The  data  integration  between  the  acquisition  software  and  the  analysis  software  needs  to  be 
conducted  after  the  data  has  already  been  acquired  since  the  FlexComp  Infiniti  does  not  possess  a 
real-time  export  feature.  The  solution  for  the  researcher  would  be  to  acquire  the  data  and  export  it 
later  to  an  external  comma  separated  values  (CSV)  file  that  could  later  be  imported  into  analysis 
software.  This  file  would  contain  the  data  acquired  and  a  timestamp  that  could  be  used  for 
integrating  it  with  data  from  other  devices. 

3.4.5  Integration  Feasibility  of  EEG  technology  with  other  two 
psychophysiological  technologies  for  the  GCS  interface 

Wilson  (2009)  published  a  paper  on  the  integration  of  multiple  psychophysiological 
measurements  for  pilots  during  flight.  These  measurements  include:  heart  rate,  heart  rate 
variability,  eye  blinks,  electrodermal  activity,  topographically  recorded  electrical  brain  activity 
and  subjective  estimates  of  mental  workload.  Many  of  these  measures  could  be  executed  by  the 
B-Alert  system  and  the  FlexComp  Infiniti  system  in  conjunction  with  the  use  of  an  eye  tracker. 
The  integration  discussion  here  considers  any  eye  tracker  system  available  on  the  market  and  is 
proposed  only  as  an  integration  possibility. 

One  concern  with  integrating  several  different  measuring  devices  is  the  possibility  of  interference. 
The  FlexComp  Infiniti  and  the  B-Alert  systems  use  Bluetooth  connectivity  and  therefore  have  no 
undesirable  wireless  communication  interference  with  each  other.  Furthermore,  in  the  case  of  an 
eye  tracker  that  is  not  mounted  on  the  subject,  no  effect  would  be  seen  in  the  measurements  since 
no  direct  connection  paths  exist  between  the  eye  tracker  and  the  EEG  or  ECG  equipment.  In  this 
case,  no  current  would  flow  from  the  eye  tracker  to  the  ECG  or  EEG  system,  creating  noise  in  the 
measurements. 

The  B-Alert  system  and  the  FlexComp  Infiniti  system  have  great  potential  to  be  effective 
evaluation  tools  for  the  psychophysiological  changes  generated  by  the  GCS’s  UAV  multimodal 
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interface  design.  The  integration  of  different  physiological  variables  measured  by  these 
equipment  would  allow  for  analysis  of  the  physiological  changes,  providing  insight  into  how  to 
improve  the  performance  of  the  operator. 

One  overall  issue  to  be  considered  is  the  physical  bulkiness  of  the  psychophysiological 
technology  to  be  used.  With  multiple  sensors  and  leads,  the  experiment  participant  will  need  to  be 
careful  in  order  to  avoid  disconnecting  the  sensors.  This  could  unnaturally  restrict  their  movement 
and  potentially  result  in  some  additional  fatigue  during  long  experiment  sessions.  This  should  be 
considered  in  the  design  of  experiments  that  will  use  this  equipment. 

3.4.6  Integration  Strategy  Recommendations 

The  integration  of  the  B-Alert  system  and  the  FlexComp  Infiniti  can  be  discussed  from  the 
perspectives  of  physical  integration  and  data  integration.  The  first  part  of  the  discussion  will 
present  advantages  and  issues  in  the  integration  of  these  technologies,  while  the  second,  how  to 
integrate  the  collected  data. 

Physical  Integration 

The  portability  and  the  wireless  synchronization  interfaces  allow  these  units  to  be  used 
simultaneously.  These  units  were  developed  to  allow  participants  to  move  freely  and  perform 
other  tasks  while  their  physiological  variables  are  measured. 

Participants  will  perform  a  task  with  several  leads  and  sensors  connected  to  their  body.  Their 
performance  can  be  affected  both  by  physically  constricting  their  movement  with  the  leads  and 
sensors,  and  psychologically  creating  an  environment  that  does  not  resemble  the  real  world 
scenario  in  which  they  usually  perform.  Physical  and  electromagnetic  interactions  can  also  occur 
if  the  psychophysiological  units  do  not  use  standardized  communication  protocols  that  avoid 
cross-talking  or  when  adequate  assembly  is  not  performed. 

In  this  section  we  discuss  the  overall  bulk  of  the  system,  and  the  setup  time  when  running 
participants.  It  is  important  to  define  the  purpose  and  the  importance  of  each  variable  measured 
since  adding  extra  sensors  might  affect  participant  performance.  It  is  important  to  balance  the 
need  of  having  a  variable  for  analysis  versus  the  physical  and  mental  demand  that  measurement 
could  exert  on  the  participant. 

System  Bulk :  Each  intended  variable  to  be  measured  will  require  a  set  of  sensors  that  must  be 
connected  to  the  participant.  By  adding  several  different  pieces  of  equipment,  the  bulkiness  of  the 
system  can  further  limit  the  movement  of  the  participant  and  interfere  with  the  results  by  making 
the  task  more  difficult  for  the  participant. 

Thus,  it  is  important  to  focus  on  wireless  technologies  that  can  communicate  measurements 
without  the  need  for  cumbersome  wires,  so  that  the  participant  is  as  comfortable  as  possible.  For 
the  acquired  equipment  in  this  project,  wireless  capability  was  a  preferred  characteristic.  Wireless 
technology  allows  for  integration  with  other  measuring  devices  with  minimal  physical 
impedance.  As  said  before,  with  the  acquired  equipment  the  following  physiological  activities  can 
be  measured: 

•  EEG  •  Blood  volume  pulse 

•  ECG  •  Temperature 
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•  EMG 

•  Respiration 


•  Skin  conductance 


All  these  measurements  are  possible  using  just  the  FlexComp  Infiniti,  thereby  reducing  system 
bulk  by  using  a  singular  unit  to  obtain  multiple  measures.  However,  EEG  measurements  with  the 
FlexComp  Infiniti  could  be  quite  cumbersome  with  many  leads  and  sensors  (as  shown  in 
Figure  6).  In  contrast,  the  B-Alert  system  focuses  on  more  detailed  measurements  of  brain  waves 
(EEG)  and  has  a  simpler  measurement  system  for  the  measurement  of  EEG  signals. 


Figure  6:  Example  of  an  experimental  setting  using  the  FlexComp  Infiniti,  from  the  Thought 

Technology  website. 

In  an  integration  of  a  larger  number  of  measurements  with  the  use  of  a  third  system  such  as  an 
eye  tracker  system,  the  same  considerations  about  bulkiness  apply,  particularly  if  the  eye  tracker 
is  head-mounted. 

Set  up  time  per  participant:  An  important  consideration  for  experiments  using  this  equipment 
will  be  the  number  of  participants  versus  the  number  of  sensors  to  be  attached  to  each  individual. 
Set  up  and  clean  up  of  the  system  for  the  next  participant  can  take  up  to  a  couple  of  hours.  The 
researchers  need  to  consider  this  limitation  before  scheduling  the  experiments.  A  couple  of  dry- 
runs  should  be  done  to  make  sure  that  the  time  necessary  to  set-up  the  units  and  clean  them  up  is 
considered  in  the  scheduling  process.  Another  possibility  is  the  acquisition  of  extra  PET  strips, 
caps  and  sensors  that  would  allow  the  use  of  the  device  in  a  larger  number  of  participants  in  the 
same  period  of  time. 
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Data  Integration 


The  collected  data  can  be  exported  to  external  software  and  integrated  into  a  single  analysis.  The 
exported  data  should  include  time  stamps  that  can  be  used  as  a  synchronization  trigger  that  would 
allow  the  information  from  the  B-Alert  and  the  FlexComp  Infiniti  to  be  synched  into  a  single  data 
package. 

Another  characteristic  that  can  be  used  as  a  synchronization  trigger  is  the  ECG  signal.  Since  both 
the  B-Alert  and  the  FlexComp  Infiniti  systems  can  acquire  ECG  data,  a  specific  peak  could  be 
used  to  synchronize  the  data. 

These  analyses  and  integrations  would  require  a  different  platform  since  the  bundled  software 
does  not  allow  this  type  of  data  integration.  Software  such  as  Matlab  could  be  used  for  this 
purpose.  The  B-Alert  system  includes  a  TCP/IP  or  UDP/IP  real-time  acquisition  streaming 
capability  that  would  allow  the  data  to  be  exported  in  real-time  to  a  3rd  party  analysis  software. 
The  Flexcomp  Infiniti  does  not  possess  this  ability.  Therefore,  to  integrate  the  data,  first  the 
researcher  would  need  to  acquire  the  data  using  the  proprietary  software,  export  the  data  to  a  file 
and  later  analyse  it  with  3rd  party  software.  This  would  require  an  extra  step  to  the  researcher  but 
it  is  still  feasible. 

Integration  possibilities  for  the  data  acquired  by  the  B-Alert  system  and  the  FlexComp  Infiniti 
were  already  presented  in  the  previous  sections. 

3.4.7  Documentation  of  All  Evaluations  Performed 

When  it  arrived,  the  equipment  went  through  a  simple  initial  verification  to  make  sure  all  the 
items  were  shipped.  For  a  functional  evaluation,  a  simple  experimental  setting  was  simulated  to 
see  how  the  equipment  would  perform.  The  units  were  assembled  and  connected  to  a  participant. 
For  each  sensor,  the  particular  variable  being  measured  was  varied  to  check  the  system  response. 
All  of  the  included  sensors  were  tested. 

The  simulated  setting  consisted  of  an  environment  that  allowed  the  participant  to  widely  vary  all 
the  variables  being  measured.  In  this  case,  we  used  a  simple  setup  in  an  empty  room  where  the 
participant  could  move  freely  (testing  the  wireless  connectivity)  and  also  change  the  variables 
being  measured.  Through  some  slight  physical  activity,  it  was  possible  to  notice  changes  in  the 
ECG,  EMG,  peripheral  temperature,  blood  volume  pulse  and  respiration.  A  simple  comparative 
test  of  arousal  in  a  rest  state  and  moments  after  the  physical  activity  allowed  testing  of  the  skin 
conductance  sensors. 

Maintaining  connectivity  is  an  issue  in  wireless  systems  and  data  loss  in  an  experiment  would  be 
a  great  concern.  As  a  result,  simple  synchronization  and  connectivity  tests  were  conducted  to 
determine  that  the  equipment  maintained  a  robust  connection  with  the  data  collection  computer. 
Also,  the  two  systems  were  examined  in  terms  of  hardware  and  software  setup  procedures  in 
order  to  check  if  it  matched  the  manufacturer  instructions. 
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3.4.7. 1  Initial  Evaluation 


As  previously  stated,  a  visual  evaluation  of  all  the  components  was  performed  as  soon  as  the  units 
arrived.  Every  accessory  was  checked  against  the  purchase  order  and  the  units  were  stored  until 
further  testing. 

From  this  initial  evaluation,  all  the  units  delivered  were  consistent  with  the  purchase  order.  The 
only  issue  detected  was  that  all  the  documentation  and  software  from  the  B-Alert  system  came 
pre-installed  on  the  computers  and  without  hardcopy.  A  copy  of  the  manuals  was  made  into  a 
DVD  and  the  software  was  requested  to  the  manufacturer  and  also  copied  onto  a  DVD  for 
delivery  to  DRDC  Toronto. 

Due  to  time  constraints,  it  wasn’t  possible  to  evaluate  the  units  before  purchase.  Therefore,  the 
experience  of  other  researchers  in  the  field  of  augmented  cognition  that  had  previous  experience 
with  these  units  was  relied  upon. 

3.4.7.2  Functional  Evaluation 

The  functionality  of  the  received  units  was  subsequently  evaluated.  Each  unit  was  assembled 
according  to  manufacturer  instructions  and  connected  to  the  individuals.  The  test  setting  was 
assembled  and  the  units  were  evaluated  according  to  their  overall  performance,  synchronization 
performance  and  software  performance.  Each  unit  was  tested  on  two  different  individuals, 
allowing  the  evaluation  of  each  unit  on  two  different  users  with  distinct  head  sizes  and  body 
builds.  One  of  the  individuals  was  a  large  male  and  the  second  individual  was  a  small  female.  The 
distinction  in  participant  size  resulted  in  different  levels  of  difficulty  in  setting  up  the  units.  All 
the  received  units  were  individually  tested  to  assure  that  they  are  functioning  properly. 

Some  measurements  using  the  sensors  were  performed  to  evaluate  each  unit  and  each  matched 
the  manufacturer  specifications  and  the  project  requirements. 

3.4.7.2.1  Synchronization  Performance 

Since  the  units  have  wireless  capability,  it  was  necessary  to  test  and  evaluate  the  wireless 
transmission  system.  This  analysis  was  based  on  two  main  factors:  initial  synchronization  and 
data  transmission.  The  evaluations  will  be  separated  by  unit  type. 


B-Alert  System  by  Advanced  Brain  Monitoring 

This  unit  uses  a  special  external  syncing  unit  as  shown  in  Figure  7.  This  unit  connects  to  the 
computer  via  a  USB  interface,  which  allows  for  connection  to  the  headset.  Since  the  computer 
used  with  these  units  already  came  prepared  for  data  acquisition,  it  was  not  possible  to  evaluate 
the  initial  pairing  process. 
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Figure  7:  External  syncing  unit  for  the  B-Alert  System  from  Advanced  Brain  Monitoring. 

To  use  the  headset,  it  is  necessary  to  plug  the  external  syncing  unit  into  an  USB  port.  A  flashing 
red  light  appears,  stabilizes  to  on  and  then  turns  off.  As  the  red  light  turns  off,  a  separate  green 
light  flashes  and  stabilizes  indicating  that  the  connection  is  complete.  The  green  light  stays  on 
when  the  headset  is  turned  on,  indicating  the  headset  unit  is  connected  to  the  syncing  unit  (as 
described  on  the  manual).  The  unit  remains  synced  and  streams  data  while  within  Bluetooth  range 
and  with  sufficient  battery.  This  unit  has  an  internal  battery  that  requires  recharging  after  each 
use. 

FlexComp  Infiniti  by  Thought  Technology 

This  unit  was  shipped  with  a  Bluetooth  dongle  used  to  pair  this  unit  wirelessly  with  the  computer. 
After  setting  up  the  drivers  and  installing  the  synchronization  software,  the  unit  paired  easily  with 
the  computer.  This  unit  uses  a  Compact  Flash  Bluetooth  adapter  that  makes  transmission  of  data 
from  the  unit  to  the  computer  a  simple  task. 

The  USB  dongle  and  the  Compact  Flash  Bluetooth  card  are  shown  in  Figure  8  and  Figure  9 
below. 


Figure  8:  Bluetooth  dongle  required  for  the  synchronization  of  the  FlexComp  Infiniti  from 

Thought  Technology. 


Figure  9:  Compact  Flash  Bluetooth  adapter  for  the  FlexComp  Infiniti  from  Thought  Technology. 
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The  initial  synchronization  only  required  identification  of  the  unit  to  be  synced  with  the 
computer.  All  instructions  are  described  in  detail  in  the  manual. 

After  identifying  the  FlexComp  Infiniti  unit  on  the  computer,  all  that  was  necessary  was  to  turn 
on  the  unit  while  the  Compact  Flash  Bluetooth  card  was  inside  the  computer  and  start  the 
acquisition  software.  The  participant  moved  freely  without  losing  connection  (while  within  the 
range  of  the  Bluetooth). 

For  the  purpose  of  the  test,  the  unit  was  connected  to  the  individuals  for  a  period  of  up  to  6  hours 
without  showing  any  transmission  issues. 

Overall,  the  wireless  transmission  systems  indicated  that  the  units  worked  according  to 
manufacturer  specifications. 

3.4.7.2.2  Unit  Performance 

The  evaluation  of  the  units  will  be  separated  into  unit  set-up,  unit  operation  and  unit  clean-up.  For 
each  section,  images  of  the  procedures  will  be  presented. 


B-Alert  System  by  Advanced  Brain  Monitoring 

Unit  Set-up  -  This  was  a  difficult  process  that  required  filling  each  sensor  with  conductive 
electrode  cream  with  a  tight  seal  in  order  to  get  a  good  connection  (the  sensor  components  are 
shown  in  Figure  10).  The  sensors  are  made  of  plastic  and  consequently,  due  to  their  design,  are 
slightly  fragile  and  prone  to  breaking.  After  assembling  the  sensors,  they  are  connected  to  the 
PET  strip  which  connects  the  sensors  to  the  B-Alert  system  and  the  cap.  After  connecting  the  PET 
strip  to  the  cap,  setting  up  the  headset  on  the  participant  can  be  a  little  tricky  with  larger  heads  but 
with  enough  experience,  this  should  not  be  a  problem.  Adding  the  acquisition  unit  (shown  in 
Figure  1 1)  to  the  cap  and  connecting  the  PET  strip  is  an  easy  task.  The  main  difficulty  during  set¬ 
up  is  assembling  the  sensors.  In  total,  set-up  of  the  entire  system  required  about  20  minutes. 
Figure  11  shows  the  unit  already  assembled.  In  order  to  simplify  the  process  and  to  avoid 
spending  consumables,  only  3  sensors  were  used. 


Figure  10:  Sensors  and  connective  electrode  cream  for  the  B-Alert  System  from  Advanced  Brain 

Monitoring 
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Figure  11:  B-Alert  System  by  Advanced  Brain  Monitoring  assembled  (using  only  3  electrodes). 

Unit  operation  -  After  unit  set-up,  the  acquisition  software  must  be  activated.  While  the  unit  is 
within  Bluetooth  range,  the  participant  can  freely  move  (as  shown  in  Figure  12)  without  losing 
connection  to  the  computer.  Some  artefacts  will  be  seen  when  the  participant  moves,  but  the 
connection  will  remain  active.  There  is  no  need  to  interact  with  the  unit  during  the  operation 
phase  unless  the  sensors  lose  connection.  In  this  case,  more  conductive  gel  should  be  added 
underneath  the  sensors. 


Figure  12:  B-Alert  System  from  Advanced  Brain  Monitoring  unit  assembled  and  allowing  the 

participant  to  move  freely. 

Unit  Clean-up  -  Cleaning  this  unit  for  subsequent  use  is  quite  complicated.  The  process  consists 
of  disassembling  each  sensor,  washing  them  individually  with  soap  and  water,  cleaning  the  PET 
strip  and  washing  the  cap.  Since  the  sensors  have  a  tendency  to  break  easily,  disassembly  must  be 
performed  with  care.  Washing  the  sensors  individually  can  be  time  consuming,  but  there  are 
instructions  in  the  manual  outlining  group  cleaning  of  sensors. 

The  PET  strip  can  be  cleaned  with  rubbing  alcohol.  The  cap  needs  to  be  washed  thoroughly  after 
each  use  since  gel  tends  to  leak  onto  the  cap.  With  only  one  set  of  sensors  and  a  single  cap,  it 
would  be  difficult  for  data  to  be  collected  from  more  than  two  participants  per  day. 
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FlexComp  Infiniti  by  Thought  Technology 


Unit  Set-up  -  The  set-up  of  this  unit  was  easy  and  intuitive.  Leads  are  used  to  connect  the  unit 
with  corresponding  sensors  and  electrodes  that  were  placed  on  the  participant.  Next,  the 
Bluetooth  Compact  Flash  card  needs  to  be  inserted  in  the  Flexcomp  Infiniti  acquisition  unit  and 
synched  with  the  computer  (better  described  in  the  previous  section).  Each  sensor  is  connected  to 
the  unit  and  the  leads  are  connected  to  the  sensors  and  electrodes.  Each  sensor  type  has  different 
instructions  for  their  individual  set-up  (better  described  in  the  manual  on  pages  18  to  27). 

Both  disposable  and  reusable  electrodes  are  available  for  a  majority  of  the  sensors.  Non¬ 
disposable  electrodes  require  some  clean-up  after  each  use. 

In  order  to  reduce  interference  of  participant  movement  caused  by  the  presence  of  leads,  it  is 
important  to  attach  the  leads  to  the  participant’s  body  using  straps. 

The  sensors  require  some  skin  preparation  before  use.  Any  skin  that  will  be  in  contact  with  the 
electrodes  must  be  cleaned  with  the  supplied  skin  prepping  gel  and  conductive  gel  must  be 
applied  between  the  sensors  and  the  skin  (for  electrodes  that  do  not  include  gel).  The  sensors  that 
do  not  use  electrodes  do  not  require  skin  preparation  before  use.  Figure  13  shows  ECG  sensors 
attached  to  the  participant’s  wrists  and  the  blood  volume  pulse  sensor  ready  for  set-up. 


Figure  13:  FlexComp  Infiniti  by  Thought  Technology  system  assembled  with  ECG  wrist  straps 

and  blood  volume  pulse  sensor. 

Unit  operation  -  After  setting  up  the  unit,  no  additional  input  is  necessary.  All  channels  transmit 
data  via  Bluetooth  to  the  computer  for  processing,  allowing  the  participant  to  move  freely  without 
losing  connection  with  the  computer.  The  unit  can  be  seen  in  use  in  Figure  12. 

Unit  Clean-up  -  The  disposable  sensors  can  be  discarded  and  the  reusable  sensors  can  be  cleaned 
with  rubbing  alcohol.  The  cleaning  process  is  quick  and  simple  since  most  of  the  electrodes  can 
either  be  disposed  after  use  (self-adhesive  disposable  ones)  or  easily  cleaned  (reusable  ones).  The 
leads  and  the  unit  itself  can  be  cleaned  with  rubbing  alcohol. 

3.4.7.2.3  Software  Performance 


The  software  was  evaluated  according  to  the  following  criteria: 
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1.  Stability  -  how  the  system  performs  and  how  the  computer  responds  to  the  software 

2.  Possible  analysis  -  variety  of  analyses  that  the  software  can  develop  with  the  data 

3.  Displays  -  variety  of  ways  that  the  information  can  be  displayed 

4.  Flexibility  -  how  the  system  can  be  adjusted  to  the  user  needs 

5.  Exportability  -  easiness  to  export  the  data  to  other  software 

The  evaluation  will  be  presented  as  a  table  in  Table  5. 
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Table  5:  Characteristics  of  the  software  included  in  each  package. 


Evaluation  Criteria 
/Product 

B- Alert  System  from  Advanced 
Brain  Monitoring 

FlexComp  Infiniti  from  Thought 
Technology 

Stability 

This  system  uses  demanding 
software  that  requires  a  lot  of 
memory  and  processing  time.  At 
times,  the  computer  became 
unresponsive  and  the  software 
would  either  crash  or  freeze. 

This  software  was  developed  to 
run  on  a  32-bit  operating  system. 
Since  it  is  running  on  a  64-bit 
system,  the  delay  and  instability 
of  the  software  may  be  the  result 
of  running  on  a  system  that  it  was 
not  designed  for. 

The  system  uses  two  programs  in 
parallel:  one  for  capturing  the  raw 
data  and  one  to  present  the 
analysis.  This  further  decreases 
computer  performance  speed. 
(Figure  14  and  Figure  15) 

The  software  suite  used  by  this  unit 
is  very  stable  and  performs  without 
affecting  the  computer’s  overall 
performance. 

All  the  information  is  presented  in  a 
single  piece  of  software  as  shown 
on  Figure  18. 

Figure  19  and  20  show  some  of  the 
possible  displays. 

Figure  21  shows  some  of  the 
choices  of  displays. 

Possible  analysis 

This  system  has  a  limited  number 
of  analysis  and  data  processing 
options:  workload  and  distraction 
measurements,  alpha,  beta,  theta 
and  sigma  waves  mapping  and 
channel  data  wave  display. 

This  system  lacks  a  Software 
Suite  as  was  provided  with  the 
FlexComp  Infiniti. 

This  software  focuses  more  on  the 
collection  of  raw  data.  A  few 
analyses  such  as  mental  workload 
and  Alpha,  Beta,  Sigma  and  Theta 
waves  are  also  readily  available. 

This  unit  comes  with  a  strong 
analysis  suite.  It  allows  for  data 
processing  ranging  from  simple  raw 
data  collection  to  complex  analysis 
of  processed  data. 

The  suite  has  two  different  types  of 
software:  the  Rehab  Suite  and  the 
Physiology  Suite.  Each  of  these 
suites  analyses  and  processes  the 
information  in  a  distinct  manner. 
The  Physiology  Suite  focuses  on 
displaying  physiological  data,  while 
the  Rehab  Suite  processes  and 
integrates  the  data  into  information 
useful  for  rehabilitation  purposes. 

This  system  provides  a  large  array 
of  possible  analyses  and  data 
processing  options. 

Displays 

This  system  is  limited  to 
displaying  the  raw  data  collected 

This  software  suite  provides  a 
number  of  different  information 
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on  each  sensor  and  a  standardized 
display  with  complex  views  of 
workload,  heart  rate,  alpha,  beta, 
sigma  and  theta  waves. 

displays: 

1 .  Individual  sensor  raw  data 

2.  Multiple  sensors  raw  data 

3.  Individual  sensors  processed 
data 

4.  Multiple  sensors  processed 
information 

5.  A  combination  of  the  above 

Flexibility 

This  software  allows  for  data 
visualization  using  pre-established 
configurations.  This  software 
package  lacks  a  “developer  tool” 
to  allow  users  to  adjust  the  data 
acquisition  screens  to  the 
researcher  individual  needs. 

Reports  for  the  data  collected  can 
be  generated,  but  they  are  limited 
to  preset  formats  already  defined 
by  the  manufacturer.  If  the  user 
wants  to  export  the  data  into 
customized  reports,  it  must  be 
exported  to  other  software  for 
processing. 

This  software  includes  developer 
tools  with  channel  editors,  screen 
editors  and  script  editors. 

This  software  is  very  flexible  and 
allows  for  a  larger  number  of 
adaptations  and  adjustment  to  meet 
researcher’s  needs  such  as  different 
acquisition  modes,  different 

displays,  integration  of  data,  etc. 

Such  developer  tools  will  be 
important  for  the  integration  of  the 
collected  data  with  other 

applications. 

This  software  provides  a  very 
advanced  analysis  and  visualization 
tool,  being  flexible,  strong  and 
stable  at  the  same  time. 

Exportability 

Data  can  be  streamed  through  a 
UDP/IP  interface  for  integration 
with  other  software. 

Data  can  be  easily  exported  to  an 
external  text  file. 

The  export  setting  allows  a  detailed 
selection  of  the  data  you  want  to 
export. 

This  system  doesn’t  have  a  real¬ 
time  data  exporting  feature.  In 
order  to  export  the  data,  the 
researcher  would  need  to  acquire  it 
first  with  the  included  software  and 
later  export  it  to  a  file  and  integrate 
it  with  data  from  other  equipment 
through  a  3rd  party  software. 

Figures  14  and  15  present  the  interface  for  one  of  the  tests  conducted  with  the  B-Alert  System 
software.  In  order  to  simplify  the  process  and  to  avoid  spending  consumables,  only  3  sensors 
were  used.  Figures  16  and  17  present  the  same  interfaces  using  pre-loaded  data  from  the 
manufacturer.  In  this  interface,  all  sensors  are  active. 
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Figure  18  shows  a  screen  with  multiple  variables  displayed  during  testing  of  the  FlexComp 
Infiniti  software.  Figures  19  and  20  show  the  screens  for  blood  volume  pulse  and  ECG 
measurements  correspondingly  and  Figure  21  shows  some  of  the  several  possible  data  displays 
available  to  researchers. 


Ht  VI e»  Settings  OpeiAom  Httgj 


M  m 

s •»)  20  jjjjjf*  2«  y  1  S«l  1  srtmeni 

EC  G.O  MXUt. 

12 

1 

*  H 

■12 

12 

Fi  0 

-t 

12 

c*  0 

4 

52 

5  0  525.5  526  0  526  5  527  0  52 

7.5  525 

1  0  5290  52! 

530 

f 

£  S'  3 

iMtfcteO 

K56  16  WOMiO* 

Figure  14:  Advanced  Brain  Monitoring  (B-Alert  System)  acquisition  software  showing  the  signals 
collected  by  the  3  sensors  that  were  active  at  the  moment  (sensors  PO,  Fz  and  Cz). 


Figure  15:  Advanced  Brain  Monitoring  (B-Alert  System)  visualization  and  analysis  software 
where  it  is  possible  to  visualize  from  the  top  left  corner,  clockwise,  Meter  Gauge  displays 
(showing  the  level  of  workload,  high  engagement,  distraction  and  heart  rate),  Heat  Map  Gauges 
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displays  (showing  the  theta ,  alpha ,  Aeta  <2/7  sigma  heat  maps),  the  Surface  Map  Gauges  displays 
(showing  the  theta,  alpha,  beta  and  sigma  surface  maps)  and  the  bottom  the  Time  Series  Gauge 
display  (correlating  in  a  time  series  the  display  of  workload,  high  engagement  and  distraction). 
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Figure  16:  Advanced  Brain  Monitoring  (B- Alert  System)  acquisition  software  using  the  pre- 
loaded  data  that  the  manufacturer  sent  with  the  unit.  In  this  display  it  is  possible  to  visualize  all 
the  channels  collected  by  the  unit  and  its  variations. 
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Figure  17:  Advanced  Brain  Monitoring  (B-Alert  System)  visualization  and  analysis  software 
using  the  pre-loaded  data  (same  displays  shown  on  Figure  15  but  using  the  pre-loaded  data  in 
order  to  show  the  functionality  of  all  displays). 


Figure  18:  Multiple  signal  information  provided  by  the  Infiniti  Software  System  by  Thought 
Technology  (using  the  FlexComp  Infiniti  unit).  This  display  shows  the  EMG  levels,  the  Skin 
Conductance,  the  Blood  Volume  Pulse  and  the  Respiration  levels. 
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Figure  19:  Display  with  the  Blood  Volume  Pulse  and  the  instructions  on  how  to  set  up  the  sensors 
in  the  Physiology  Suite  by  Thought  Technology  to  be  used  with  the  FlexComp  Infiniti. 


Chest  Place  me  negative  electrode 
on  the  right  shoulder,  the  positive 
electrode  on  me  lower  center  or  left 
side  of  me  chest  (xyphoid  process) 
and  me  ground  electrode  on  me  left 
shoulder 

Arm  Place  me  negative  electrode  on 
the  nght  forearm  and  the  positive  and 
ground  electrodes  on  me  left  forearm 


The  EKG  sensor  detects  and 
amplifies  me  small  electrical  voltage 
that  rs  generated  by  the  heart 
muscle  when  it  contracts  Although  a 
signal  can  be  detected  by  applying 
an  EKG  sensor  with  T node 
electrodes  snapped  on,  anywhere  on 
the  chest,  using  an  extender  cable 
and  Uni-Gel  electrodes  greatly 
enhances  the  quality  of  the  EKG 
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Figure  20:  Display  with  the  ECG  and  the  instructions  on  how  to  set  up  the  sensors  in  the 
Physiology  Suite  by  Thought  Technology  to  be  used  with  the  FlexComp  Infiniti. 


Figure  21:  Choices  of  displays  in  the  Physiology  suite  or  Rehab  Suite  by  Thought  Technology  to 

be  used  with  the  FlexComp  Infiniti  unit. 
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3.4.7. 2.4  Final  Evaluation  Results 


All  four  acquired  units  (two  B-Alert  units  and  two  FlexComp  Infiniti  units)  are  functioning 
according  to  manufacturers’  specifications.  These  systems  can  be  easily  adapted  to  the 
requirements  of  the  DRDC  GCS  multimodal  interface  design  research  project,  as  well  as  other 
research. 

3.4.7. 3  Detected  Issues 

In  this  section,  the  disadvantages  and  difficulties  of  the  acquired  systems  are  discussed.  The 
advantages  and  support  for  purchasing  these  units  has  been  discussed  in  previous  sections. 

B- Alert  System  -  the  difficulties  and  problems  detected  and  faced  were: 

•  Sensors  are  difficult  to  set-up. 

•  Sensors  are  difficult  to  clean,  requiring  total  disassembly  of  each  sensor  and  cleaning  of 
each  individual  piece. 

•  Sensors  are  fragile  and  prone  to  breaking. 

•  Cap  requires  washing  after  each  use. 

•  Sensor  strip  came  only  in  small  and  medium  sizes. 

•  It  is  not  a  good  experience  for  the  experiment  participant  since  the  gel  gets  all  over  the 
participant’s  hair,  therefore  the  use  of  this  unit  should  be  limited  to  cases  where  a  detailed 
analysis  of  the  brainwaves  in  necessary.  This  is  a  characteristic  of  most  EEG  systems. 

•  Internal  battery  does  not  allow  spare  batteries  to  be  used,  requiring  a  recharge  between 
uses  to  assure  that  the  unit  has  enough  charge  for  the  whole  experiment. 

According  to  the  manufacturer,  the  medium  sized  cap  could  almost  be  used  as  a  one  size  fits  all 
cap,  with  the  exception  of  very  small  head  sizes.  Therefore,  for  more  experienced  researchers, 
this  lack  of  different  cap  sizes  might  not  be  an  issue  as  they  should,  with  practice,  be  able  to 
adjust  the  headset  appropriately  to  fit  larger  heads. 

The  most  significant  issue  is  the  time  required  to  assemble  and  disassemble  the  B-Alert  units. 
During  use  of  the  B-Alert  unit,  the  following  aspects  must  be  taken  into  consideration: 

•  Due  to  the  difficulties  in  assembling  and  disassembling  the  units,  they  should  be  used  for 
longer  and  more  detailed  experiments. 

•  The  system  is  structurally  solid  and  allows  a  wide  variety  of  measurements  and  analyses. 
However,  due  to  the  discomfort  imposed  on  the  participant,  its  use  should  be  restricted  to 
experiments  that  require  a  detailed  analysis  of  the  participants’  brain  waves.  If  only  a 
simple  analysis  is  necessary,  the  FlexComp  Infiniti  has  a  sensor  (not  acquired  in  this 
purchase)  that  allows  simple  EEG  measurements. 

FlexComp  Infiniti  -  the  difficulties  and  problems  detected  and  faced  were: 

•  Leads  seem  to  be  fragile 

•  Some  sensors  are  really  difficult  to  attach  (e.g.  EMG  sensors  and  the  EMG  electrodes) 

•  Some  sensors  are  too  bulky  and  make  it  difficult  for  the  participant  to  move  and  to 

perform  some  manual  tasks  (e.g.  respiration  sensor,  blood  volume  pulse  sensor) 
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For  the  use  of  the  FlexComp  Inflniti  unit,  the  following  aspects  must  be  taken  into  consideration: 

•  Researchers  must  be  careful  with  the  leads  to  make  sure  they  are  attached  to  the 
participant  body. 

•  In  the  case  in  which  sensors  are  difficult  to  attach,  one  possible  solution  is  to  attach  the 
sensor  to  the  electrode  prior  to  adhering  the  electrode  to  the  participant. 

•  For  the  case  of  bulky  sensors,  researchers  must  assure  that  the  experiment  in  question 
does  not  require  the  participant  to  perform  actions  that  would  be  affected  by  the  presence 
of  the  sensors,  or  at  least,  should  take  these  actions  into  consideration  when  analysing  the 
results. 

3.4.7.4  Application  of  the  Acquired  Units 

Both  the  FlexComp  Inflniti  and  the  B-Alert  system  have  great  research  potential  and  are  robust 
systems  that  would  allow  researchers  to  conduct  a  vast  array  of  experiments.  Both  systems 
include  detailed  instructions  on  how  to  assemble  and  disassemble  the  units,  set-up  the  sensors  and 
run  the  measurements.  All  these  instructions  are  included  within  the  user  manuals  shipped  with 
the  units. 

These  selected  units,  as  long  as  applied  to  the  right  projects  (considering  assembly  and 
disassembly  times,  bulkiness  of  the  units,  participant  discomfort),  have  a  great  research  potential 
and  can  be  used  in  various  research  settings  such  as: 

1 .  Learning  studies 

2.  Arousal  studies 

3.  Vigilance  studies 

4.  Interface  design 

5.  UAV  performance  studies 

The  B-Alert  System  and  the  FlexComp  Inflniti  are  flexible  and  easily  adaptable  units  that  could 
work  in  integration  with  other  technologies  in  the  GCS  UAV  research  and  control  environment. 
These  units  could  be  used  for  evaluations  of  interface  designs  and  as  input  to  adaptive  automation 
systems.  For  both  cases  the  acquired  EEG  and  ECG  technologies  will  support  the  researchers  in 
the  development  of  the  multimodal  GCS  interface.. 
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Annex  A  B-Alert  Wireless  Headset  Technology  Review 


EEG  Technology  Review: 

Wireless  Sensor  Headset 
B-Alert®  Software 

Alertness  and  Memory  Profiler  (AMP) 


Advanced  Brain  Monitoring  Inc. 
2237  Faraday  Ave,  Suite  100 
Carlsbad,  CA 92008 
760.720.0099 
www.b-alert.com 
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Description  of  the  EEG  Technology 

The  patented  Wireless  Sensor  Headset  provides  an  easy  to  administer  platform  for  acquiring  high  quality 
electroencephalographic  (EEG)  and  electrooculographic  (EOG)  signals  and  EKG.  The  sensor  headset  can 
be  easily  applied  and  comfortably  worn  for  over  12  hours  of  continuous  use.  The  patented  EEG  sensor 
dispenses  a  small  amount  of  conductive  cream  through  the  hair  to  make  electrical  contact,  which 
eliminates  the  need  for  hair  or  scalp  preparation.  The  design  of  the  analog  circuit  combined  with  EEG 
amplification  close  to  the  sensors  and  on-line  impedance  monitoring  ensures  that  high-quality  EEG  data 
are  obtained  even  by  individuals  with  limited  technical  expertise.  Wireless  EEG  allows  the  user  freedom 
to  move  without  generating  artifacts  obtained  with  conventional  wired  EEG  systems. 


Patented  Wireless  Sensor  Headset:  a.  Side  view.  b.  Rear  view.  c.  Patented  PPG  sensor. 


The  B-Alert  Software®  applies  patented  signal  processing  procedures  to  identify  and  decontaminate 
artifacts  that  could  result  in  incorrect  interpretation  of  the  EEG  signals.  The  software  monitors  the  level 
of  artifact  contamination  to  notify  the  user  of  data  quality  problems.  The  B-Alert  software  provides  the 
capability  to  classify  the  brain's  electrical  activity  into  validated  measures  of  engagement,  workload,  and 
distraction/drowsiness.  These  classifications  are  visually  presented  on  a  second-by-second  basis  and  can 
be  summarized  across  a  recording  session.  The  software  includes  event  markers  and  provides  multiple 
means  to  synchronize  data  from  third-party  software  used  for  simultaneous  recordings. 

The  Alertness  and  Memory  Profiler  (AMP)  combines  the  Wireless  Sensor  Headset  with  a  neurocognitive 
battery  of  vigilance,  engagement,  learning,  and  memory  tests  to  simultaneously  acquire  and  synchronize 
data  on  brain  function  and  performance.  The  testing  battery  is  customizable  and  employs  an  extensive 
selection  of  neurobehavioral  tasks  that  can  evaluate  working  and  recognition  memory  using  verbal  and 
visuospatial  tasks.  Researchers  are  afforded  a  high  degree  of  flexibility  in  selecting  which  tasks  to  include 
in  their  assessment.  Neurocognitive  constructs  evaluated  by  the  AMP  include  sustained  engagement, 
processing  speed,  and  verbal  and  visuospatial  memory.  When  the  AMP  is  administered  in  an  office  or 
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workstation,  the  user  is  given  a  short  training  session  before  each  task,  and  may  call  a  technician  if  a 
problem  is  encountered  to  maximize  ease  of  use.  Additionally,  AMP  results  can  be  compared  to 
Advanced  Brain  Monitoring's  normative  database  to  assess  neurocognitive  impairment. 


Unique  Features  of  the  EEG  Technology 
Wireless  Sensor  Headset 

•  The  Wireless  Sensor  Headset  provides  the  flexibility  to  acquire  up  to  nine  channels  of  physiological 
signals.  Wireless  acquisition  provides  the  user  the  freedom  to  operate  up  to  30  feet  from  a  workstation, 
laptop,  or  PDA.  Bluetooth  protocols  allow  multiple  Sensor  Headsets  to  operate  in  the  same  vicinity 
without  interference. 

•  The  Sensor  Headset  allows  high-quality  EEG  to  be  acquired  with  no  scalp  preparation.  The  software 
automatically  measures  the  level  of  impedance  at  each  sensor,  and  notifies  the  user  if  a  sensor  requires 
adjustment 

•  The  Sensor  Headset  is  economical  to  use.  The  foam  that  comes  in  contact  with  the  hair/scalp  is  the 
only  disposable  component  that  must  be  replaced  after  each  use.  The  sensors  can  be  washed  and 
reused  up  to  30  times. 

•  The  Sensor  Headset  can  be  powered  for  over  7  hours  with  two  AAA  batteries.  The  battery  voltage  is 
monitored  continuously  and  the  user  notified  prior  to  expiration  of  the  batteries. 

•  The  gain  and  dynamic  range  is  sufficient  to  acquire  either  elecrtroecephalography  (EEG)  or 
electrooculography  (EOG).  The  Midline  Sensor  Headset  is  available  in  small,  medium  and  large  sizes  and 
positions  three  sensors  in  the  frontal  (Fz),  central  (Cz)  and  parietal/occipital  (PzOz)  within  1  cm  of  the 
10-20  system. 

•  Optional  set-ups  are  available  that  provide  a  dynamic  range  sufficient  for  EKG.  The  Midline  Sensor 
Headset  is  configured  to  acquire  the  bipolar  signals  needed  to  quantify  engagement  and  drowsiness.  It 
can  also  be  configured  to  additionally  acquire  monopolar  recordings  from  the  midline  sensors  and/or 
EOG  electrodes  with  linked  mastoids,  and  EOG  or  EKG. 
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•  The  Sensor  Headset  used  for  Advanced  Brain  Monitoring's  quantification  of  workload,  engagement, 
and  distraction/  drowsiness  acquires  six  fixed  bipolar  channels  using  sensors  at  the  midline  plus  lateral 
sites. 

•  The  workload  configuration  places  electrodes  at  F3,  F4,  Fz,  C3,  C4,  Cz  and  PQz  within  1  cm  of  the  10-20 
system.  This  configuration  can  be  modified  to  acquire  one  channel  of  EKG  in  addition  to  five  differential 
EEG  channels  necessary  for  workload 

•  The  Sensor  Headset  can  be  customized  to  locate  sensors  according  to  the  customer's  specifications 
with  defined  combinations  of  monopolar  or  bipolar  recordings  from  each  sensor. 

•  The  software  provides  a  flexible  graphical  interface  for  viewing  and  analyzing  physiological  EEG  signals. 
The  amplitude  of  the  signal  presentation  can  be  readily  adjusted  with  features  provided  to  scroll 
through  the  entire  session. 

•  EEG  artifact  can  be  automatically  identified  and/or  removed  from  the  raw  EEG  signal  in  real  time  and 
monitored  during  acquisition. 

•  Continuous  monitoring  of  artifact  automatically  alerts  the  user  when  poor-quality  data  thresholds  are 
exceeded. 

•  The  brain's  electrical  activity  is  transformed  into  measurements  of  workload,  engagement,  and 
distraction/drowsiness  that  can  be  monitored  in  real  time  or  analyzed  post  hoc. 

•  Three  baseline  tasks,  which  take  approximately  30  minutes  total  to  perform,  are  used  to  fit  the 
engagement  and  distraction/drowsiness  algorithms  to  the  individual's  EEG  characteristics. 

•  EEG  data  acquired  from  the  primary  data  acquisition  computer  can  be  presented  to  a  second 
computer  with  a  TCP/IP  network  protocol,  allowing  real-time  visual  monitoring  of  EEG  at  alternative 
locations. 

•  Output  files  including  EEG  indices  (i.e.  power  spectral  density  [PSD]  calculations),  levels  of  artifact,  and 
brain  state  classifications  can  be  generated  for  statistical  analysis. 

•  Previously  acquired  EEG  can  be  monitored  in  play-back  mode,  allowing  the  EEG  to  be  simultaneously 
inspected  with  video  recordings. 
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•  The  software  provides  multiple  means  to  synchronize  the  EEG  with  task  events/ performance  provided 
by  third-party  software. 


Alertness  and  Memory  Profiler 

•  The  Alertness  and  Memory  Profiler  (AMP)  consists  of  a  battery  of  12  neurocognitive  assessment  tasks 
to  measure  constructs  of  sustained  engagement,  processing  speed,  and  verbal  and  visuospatial  memory. 

•  The  AMP  provides  an  integrated  recording  of  the  simultaneously  acquired  EEG  and  performance 
measures.  The  presentation  time  of  each  stimulus,  point  of  response,  and  response  type  are  marked  and 
available  for  real  time  or  offline  visual  inspection. 

•  The  AMP  protocols  can  be  customized  to  the  user's  needs,  including  which  tasks  are  included,  the 
order  of  the  tasks,  and  the  duration  of  each  task.  Between  tasks,  breaks  can  be  inserted  with  notification 
provided  to  the  subject  when  the  study  should  resume.  Behavioral  measures  of  stress,  mood  and  fatigue 
can  be  interspersed  among  the  tasks  using  computer-based  visual  analog  scales. 

•  The  AMP  presents  verbal  instructions  to  the  user  for  each  task.  Practice  periods  are  used  to  ensure  the 
subject  is  trained  to  criterion  on  each  task  prior  to  starting  data  acquisition. 

•  The  AMP  will  automatically  notify  a  technician  when  problems  require  their  engagement,  thus 
minimizing  technician  involvement  and  the  level  of  experience  needed  to  administer  the  AMP. 


Applications  for  the  EEG  Technology 

The  EEG  Systems  are  currently  being  used  in  the  following  applications: 

•  Sustained  engagement/fatigue  management 

•  Error  prediction  and  reduction 

•  Disease  assessment  and  treatment  monitoring 

•  Training  optimization 
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Ergonomic  and  design  assessments 


•  Monitoring  of  group  dynamics 

Future  applications  include: 

■  Neurofeedback 

■  Lie  detection 

•  Computer  interfaces  for  the  disabled 

*  Information  management 

*  Pharmaceutical e vacations 


Clinical  Study  Review  of  the  EEG  Technology 

Advanced  Brain  Monitoring  has  studied  over  800  subjects  in  the  development  and  validation  of  the  EEG 
and  AMP  systems.  Results  of  the  clinical  studies  that  have  been  published  in  scientific  journals  are 
compiled  in  Appendices.  The  results  below  highlight  the  significant  findings  in  these  clinical  studies. 

•  The  EEG  indices  of  drowsiness  correctly  classified  97%  of  the  micro-sleep  events  scored  by  consensus 
between  two  Sleep  Technicians  and  a  confirmed  behavioral  measure  (Finger  Tapping).  1 

•  The  mean  correct  classification  of  each  second  during  micro-sleep  was  86.0%  while  the  mean  correct 
classification  of  awake  was  94.3%.  The  overall  correct  classification  of  sleep  and  awake  was  92.7%.  1 

•  The  mean  canonical  correlation  between  EEG  indices  of  drowsiness  and  performance  during  a 
vigilance  task  across  44-hours  of  sleep  deprivation  was  0.889.  The  mean  canonical  correlation  between 
EEG  indices  of  drowsiness  and  technician  observations  based  on  video  recordings  and  EEG  tracings  was 
0.904. 1 

•  During  the  44-hour  sleep  deprivation  study,  distinct  patterns  in  the  EEG  and  performance  measures 
were  associated  with  different  levels  of  vulnerability  to  sleep  deprivation,  suggesting  that  objective 
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measures  can  provide  a  "biobehavioral  assay"  to  identify  individuals  most  susceptible  to  sleep 
deprivation.  1 

•  During  extended  sleep  deprivation,  feedback  alarms  that  were  triggered  by  EEG  indices  proved 
effective  in  either  stabilizing  or  improving  alertness  as  measured  by  EEG  indices  and  performance.  This 
suggests  that  an  EEG  system  with  intelligent  feedback  can  improve  performance  and  decrease  errors 
resulting  from  fatigue.  2 

•  A  significant  decrease  in  drowsiness  as  determined  by  EEG  indices  was  observed  in  periods  when 
feedback  alarms  were  provided  as  compared  to  periods  without  feedback  alarms.  2 

•  The  AMP  measures  showed  that  untreated  sleep  apnea  patients  were  significantly  drowsier  compared 
to  age-  and  gender- matched  healthy  controls  and  approached  the  normal  range  after  three-months  of 
CRAP  treatment.  3, 4 

•  The  AMP  Composite  Evaluation  Score  (ACES)  accurately  identified  195  fully  rested  healthy  subjects  and 
197  untreated  sleep  apnea  patients  [mean  RDI  =  51.2,  range  5  to  165)  with  a  sensitivity  of  0.88  and  a 
specificity  of  0,96.  4 

•  Across  cognitive  workload  tasks,  specific  changes  in  EEG  were  identified  that  were  reliably  associated 
with  levels  of  cognitive  workload.  5 

•  Cognitive  workload  tasks  confirmed  that  EEG  indices  are  related  to  cognitive  effort  associated  with 
task  difficulty,  and  not  to  the  number  of  sensory  inputs  or  the  amount  of  motor  output  required  for 
different  levels.  5 

•  The  level  of  task  expertise  had  a  substantial  impact  on  EEG  indices,  with  overall  high  vigilance 
percentages  decreasing  dramatically  as  a  result  of  training.  5 

•  Correlations  between  EEG  indices  of  workload  and  performance  measures  in  the  Warship  Commander 
Task  were  greater  than  0.85  in  the  majority  of  participants.  5 

•  In  a  military  command  and  control  simulation  environment  (Aegis),  the  EEG  workload  indices 
identified  periods  of  high/extreme  EEG-workload  during  high  cognitive-load  tasks  with  a  detection 
efficiency  approaching  100%  for  the  most  difficult  events.  6 
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•  In  the  Aegis  simulation  environment,  over  95%  of  high/extreme  EEG  workload  across  participants 
occurred  during  high-difficulty  events  (false  positive  rate  <5%).  The  high/extreme  workload  occurred 
between  25  to  30%  of  the  time.  6 

•  During  a  simple  working  memory  task,  the  EEG  system  classified  spatial  versus  verbal  tasks  with  a 
classification  accuracy  of  77.0%.  7 
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Sensor  Headset  Model  603-B  Specifications 


System  Specifications  -  for  Head  and  Host  Units 

RF  Band 

2.4  to  2.48  GHz  (ISM  band) 

Antenna 

On-board 

Transmission  Mode 

Bi-Directional 

Data  Transmission  Range 

^  30  feet,  line  of  sight 

Average  Data  Loss 

<0.1% 

Transmission  Bower 

—  1  mW 

Power  Supply 

2  x  AAA  900  mAH  NiMH  batteries 

Operating  Time 

7.0  hours  between  charges 

Power  Consumption 

~  80  mA  @2,5  V 

Battery  Charger 

External,  interface  via  Charging  Jack 

User  Control 

ON/OFF 

Indicator  LEDs 

Green  -  in  sync  with  head  unit 

Red  ~~  device  on  but  not  in  sync  with  I  lead 

Un  it 

Number  of  channels 

3-9 

Sampling  Rate 

256  samples  second 

Dynamic  range 

:M-000  pV,  sufficient  for  either  EEG  or  EOG 

Resolution 

16  bit 

Bandpass  characteristics 

0.5  Hz  and  651  Iz  (at  3dB  attenuation)  obtained 
digitally  with  Sigma-Delta  A/D  converter 

Noise 

~  2  pV  peak  to  peak 

On-line  impedance  monitoring 

Initiated  by  host  computer  using  bi-directional 
link 

Connector  Interface 

1 2-pin  Hi-Rosc  connector  for  Sensor  Headset 

Head  Unit  Dimensions 

5*’  long  x  2.25”  wide  x  1”  deep 

Head  Unit  Weight 

4.0  ounces  with  batteries 

Case  Material 

ABS 

Blue  Tooth  Dongle  Host  Unit 

Blue  tooth  Version  1.2,  class  2  USB  dongle 

Software 

Compatibility 

Personal  computer  with  1  MHz  or  higher 
processor  512  MB  of  RAM  running  Windows 
XP 

Estimated  File  Size  per  Minute 

~  30  KB/Min/channel 

Recharging  Batteries  on  Head  Unit 
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Provided  by  zipling  USB  charger 

350  mA  @  5  Volts 

Recharging  Cable 

10”  cable  terminated  a  USB  A  connector  and 
a  HiRose  connector  on  each  end 

Sensor  Headset  and  accessories 

Headset  and  Sensor  Strip 

Medium  -  Nasium  to  Inion  ~36  cm.  From 

Inion:  POz  -  7.2  cm,  Cz  =  18  cm  and  Fz  - 
25.2  cm 

Sensors 

Silver-Silver  Chloride  coated  ABS 

Electrode  Cream 

Highly  conductive,  electrolytes  and 
preservatives  in  non- ion io,  hypo- allergic  base, 
buffered  to  skin  pi  1 
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Annex  B  g.MOBIIab+  Brochure 


Mobile  biosignal  acquisition  with  Pocket  PC  or  notebook  l  PC 
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□  n-line  visualization  and  storage  of  up  to  1G  channels  on  a  Pocket  PC  or  notebook  /  PC 
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transmit  online  biosignal  data  wirelessly  via  Bluetooth  2.0  to  a  Pocket  PC  or  notebook  /  PC 
log  data  directly  on  an  internal  flash  card  memory  (Mini-SD  card) 
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find  aut  mare  atnut  *vai  ladle  software 

solutions  and  flaw  ta  use  s .MUHJi □  Ji + 

in  MA I  LA  Uri-IMUL  IN  ft.  ar  L^VICWI 


IWtaTlitrim- 

Wr  vale  3  J  lC-  la^-db  mnl.-ifiy  v‘d  -j.-  t- ,-i 

u:  Ejw  4«J1jk^  All  ltigod-i,  ft  nunh:  ifx.'ro-vjJY  vd+i 

‘rcJojt-j'i. 

H— zjv  -<■*  ■  aHj:  j  jw  tw  l.  Ijitl  Kjdjw  -dr  Lil 

vfr~zJd  tu<  £*  Icr-td^.  vw^tk  duta^nKJCtidr^ 


j-^ 
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Annex  C  Biosemi  ActiveTwo  Brochure 


MinriAWam 

II  I  IIM1I  lH.il  ^  I  III, 


BioSemi 

Model  62-9007-00 


Product  Description 

Multi-mod  n]  dnssi  acquisition  system  witL  acrire  electrode" 


AnhuTwo  is  a  pcTiverfiii  mr  liigVresoiurioD  biosirril  acquisition  Eystem  fojrt  iDcarpocniffE  some  revuhEioaary  concepts  Active  Efecuodfi  tedooloEy  is  just  one  of  foe 
MjniV.-HTi-  ono1.  aiaos.  in  foeAxdveTwo  system.  By  placnz  active  decionics  ladon  miHsEifi-Ten.  of  tbe  acma]  eiecDode  comae-.  AaheTwo  itrtualhf  duaukites  foe  Deed 
to  prepare  tie  scalp  before  applying  electrodes.  Ibis  can  an  measureuieui  pcepsrarioD  time  by  m  esomared  lf-30  Eimme-  for  most  labatarari.es ' 


Acri\eTwa  czd  also  be  equipped  with  adfonooal  sensors  foe  respiranca  =km  coudnaaDce.  temperature,,  plefovEiacEpapli  ^alse)  and  other  parametai..  An  cpuoual 
isolated  analog  input.  bo:-:  makes  Lt  possible  to  -acquire  almost  any  type  of  sirml  syuduonauily  -wish  foe  signals  sampled  by  foe  ActiveTwo  AD  bos. 


As  an  added  benefit.  AaroeTwo  comes  wifo  po’ttEtfo]  data  acquisition  sofovare  dei eloped  in  National  Insmiwnrs'  LabYLenr.  We  provide  fos  compiled  software  so 
you  do  dot  need  to  own  Lab  View,  and  you  dsn  eo:  Deed  in  be  a  programmer  :o  opera:*  foe  system.  For  those  lab  or  a:  ari.es  with  programming  resources,  foe  source 
cock  is  provided  so  rfoat  yen  can  add  any  special  tea  rare  e-  foa:  you  may  ieed. 
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>"eir  Feature?  of  AfriTfTwo 


+  Opnnm^l  apocEliy  tEoLfTed  auxiliary.'  input  box  fee  -l  uuul  Excns-c-*.  l~-  azqms.-E.rQ  too:  uznsblrzed :  mseek  or  edt  acqitisitiKi  from  multiple  p-nM-n— .  m  -it 

iameicDe 

*  Sy Tf'mnmi7jd  ''-l-hir  i-vnpjir.g  re  Jim-  T^Tr.-rp-tM-^-H  t-ttiv-  rpk 

,  Sion^-TM-a  com^rte:  rechnojOEY'  offers  ■  100  dE  dynamic  range.  smrariceed  dp  missing  codes.  m.d  Hke  nan  10  ppm  iriEEpnl  ucnr-Iineari^-- 

*  Fully  DC  coupled  opazoozi  m  all  zuedes,  -2d  2  mV  input  range.  dp  high-pass  filzanzig  izl  hardware 

*  Adjua-mbLe  sample  raze.  2. 4..  S  or  Id  kHz  s-rimi'le  rare  per  channel  flhrangbprt  it  1.5  M"E  pH-  second'- 
»  TTp  tri  "MB-!  rK^-mpiki-n  mi  Tnrptmp-rl  fvw-anjH 

»  SyomiranouE  acquisition  fiam  nruiriple  subieciE  with  paean  E-fearka]  LsoLmozi  on  a  sind*  hose  compuDer. 


Key  Benefits 

*  Reliable  ris-.^jrwra  rm  rtiw*  to  Low- noise  dsisn 

*  LahVisw  actpusiGon  snftivare  cocoes  with  Eouzce  code  so  yew  can  izupleuem  changes  as  yew  see  fir 

*  Low  cost!  Co ee -per- c ImiLie]  aczuaEte  decreases  c.e  "Joe  rmribg--  ~h  --mn^k  nma^: 

*  Nuzubsr  of  chaimak  r  an  be  ucera  ded  easily,  up  [■:■  ]  £0 

»  Compac  fronr-ecc  is  baztEiy  powered  5br  improrEd;  dma  qualry 

*  CM)'  srsteen  an  [Ik  rir diet  with  eccKe  efenRKfe 

*  Only  2  -j-bj-bjopccermal  mensureDcai;  systen  on  die  mite:  tvt±i  cue  colleciiozi  o:  features 

*  DC  amrlifia:  with  die  lamest  inpu=  ranse.  This  is  the  fin  -  DC  ampliaa-  with  an  mpur  range  like  that  me  have  coos  to  appreciate  in.  zypkai  AC  de-tims  The 
Aofie-Twn  simply  wiH  not  sizuraiE-  od  rtinculr  edecrod&s 

t  Oaiy rritHii wii  2S0  iiaasdi  a  sz. i mesnsd  de-isi  k  cjyplEs  ttf kcSkhe  bes®  with le-  a6".-abje  ll of  jiftriersaca  a iti rsliabiiTS' poblsai 

*  Only  battery-powered,  fiber-  coupled  system  with  more  than  64  channels 

*  Highest  sustained  data  throughput.  1.5  MB/s  of  raw  data  is  processed  by  the  PC.  All  this  data  can  be  stored  to  file  without  any  data-reduction  if  required 

*  Only  system,  with  completely  open  (LabVIEW)  software  environment. 


Contact  Information 


Mindware  Technologies  LTD 

1G20F  Taylor  Station  Rd. 

Gahanna.  OH  43230 

Phone:  (614)  626-4888 

Fax:  (614)  626-4515 

Toll  Free:  (888)  765-5735  (US  Only) 

mfo@niind\vaieteclLconi 


Copyright  ©  2009  -  2010  Mindware  Technologies  LTD 
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Annex  D  FlexComp  Infiniti  Brochure 
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‘Hugh  samplmg  rales  enable 
yiu  Id  record  RSW  signals 
even  at  high,  bequennss 

»Art#nafrc  Denso: 
recognition  to  ensire 
proper  setup  each  time 

-Lost  battery  warring 
prevents  you  Bern  Icsmg 

JJ>pOi  IdJjl  Sj3Li 

-Feauier-Li-ght  Ehei  cp  tc 
cable  Jar  noise-bee  iea«- 
hmo  noniicrinq 

-CJEer  trjggered  auto 
CE-caibrabcn  for  sustained 
accuracy  between 
environments 

-integmted.  impedance 
checking  for  enhanced 
quality  of  recording  in  one 
easy  step 


roll  C  DErpatlMLlh1 

Current  users  or  Th-ouRtrE  Tecbnotof^  products  can  rest  assume  that  the  new 
nfirUti  Teihnotoffp'  FUFomi  will  work  perfei.1^  wiUi  Ltid;  eKislin^  hardware  or  solt 
wace.  For  example.  the  n<*v  ProGoinn  infinili  encoder  device  is  completely 
,  compatible  with  wishing  BioGraph"  saftware,  while  PruComD+~  users  will 
find  lhad  their  Pro  Go  e  cu-  performs  seamlesdy  with  the  new  BioGraph 
InfiniU  Legacy  software  si£!h. 

Of  toucse,  using  Ihe  new  FioGinip 
infinili  hardware  tocher  with  Bi&Eraph 
Infinili  softwjre  shows  you  to  lake  FUJI 
advantage  or  all  our  new  features  and 
enhanoMieftis.1 

IilEiiJL  Hardware  Platform 

Our  new  PraComp  Infiniti  and  FlexCaiivp  Infiniti  encoder  deices  incorporate 
ojtttig-«]g*:  technology,  while  enhancing  the  signal  equality  feo.Jldr  and  integtity 
that  made  tartie*-  generations  oF  Thaigt::  Technology  hardware  synonymous  with 
quaily  and  reliability 

tafiomp  Infiniti,  our  tojKif-dre-fine 
encocei,  is  Ihe  ‘iIm  data  acgulsdfon  and 
ps-ytho  pl^sioKjgicaJ  irartfloring  device  for 
power  users,  n  offers  ten  high-speed 
channels  {2046  samplfeys&j  that  can  acquire  data  from  any  Thought  Technology 
sensor. 

Researchers  and  cJ  niclans  w'.  appreciate  its  flexibility  to  display  raw,  median 
fteciuenoy,  R.MG,  peak  to  peak,  ^-D  and  jjHI  frequency  and  power  spectrum,  s£MGr 
EEG  and  EKG  signals.  Up  to  four  encoders  can  be  Lonnected  together  to  produce 
n  fOrty-diannel  'windw-  into  a 
subjects  physiology 

Prom  hie  Lab  to  the 
field,  FlexComp  Infiniti 
has  Ihe  power  to  record 
and  save  complex  data 
instantaneously  bo  the  com¬ 
puter  or  Comp-ad  Flash  I'ftir  remote 
data  storage^ 


l  FlexComp 

INFINITI1 
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The  Infiniti  Software 

Tedi  rrology  Ptatfomi 

features: 

6  Ptwarfiil  ridta-scqihsibcc 

■  Ciathog-Bdge  nnilarnedis 
hsafeedback 

■  A  Ebrary  of  appiic  aEan- 
spezdic  Clinch!  Suites 

■  CSr^zai  tools  for  assess - 

!Uj£Jjd  jjvf  "  iT  ir i  ” 

■  Extensive  data  review  and 
analfzas  funotons 

■  FersoiislLzed  eesE-ion 
reports 

-  Fn'i  gnnpH  tread  reporting 
on  diem  progress 

■  Full  screen  channel  end 
scrips  editors  when  Lisina 
the  App  Losdoc  Developer 
Suite 


•he  ProCc-iip  Ir- niii  is  an  tigil  didird.  mUllmadafily  eiuoosi  that  has  all  !hu 
pwer  jnd  (IcJubililr  voj  maid  Fc-i  neal-Urse,  tortnpDrtefcEd  liofuedbaik  and  data 
acquisition  in  any  dinicaJ  setting. 

Housed  in  an  ergonohvsalV -dashed 
case  and  requiring:  onk-  a  USB  part. 

Pro  Comp  infinTli  can  be  llimJ  wiLn  any 
iSM-compatible  laptop  or  deiklof]  PC  The  new  high  speed  TT-U5B  connection 
allows  far  higher  sampling  rales.  The  Fist  two  sensor  channels  provide  ultiirole 
signal  fidelity  samples  per  second.!  For  viewing  im  E EG,  LMG  and  EKG  Mg 
nals.  The  remainrng  shx  channels  ;j^6  sampte^sec)  can  he  used  with  any  uonrii- 
natian  of  sensory  including  E.EG,  ESCG,  RMS  EMG,  skin  conduc^m.*,  heae  raH 
blooc  volume  pulse,  respiration,  goniarrwt/y,  f j:  cel  era  meters1,  tarsiDfnete^ 
jnd  voltage  isolator 

What's  mor-t,  not  only  can  PraGnmp  Infiniti  capture  d Jtj 
Tn  leal  time  by  Lonneling  directly  to  Lti*  PC  via  its  fibe-apLt 
cable,  but  it  can  aiso  store  data  on  a  Compact  Rash  memory 
card  For  uploading  later  :o  ihe  PC 

In  short,  ProGorriTi  Infiniti  covers  the  hJii  range  oF  obiedivK  phy^los^  sig¬ 
nals  used  in  rhnicaj  observation  and  bioFeedback  in  amr  tfivirunffwiFTl. 


ProComp 

INFINITI 1 
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The  F-cCo-ip?'  uL  j  tom  pad  ye!  powerful  two  ihurnul  device  tKat  j.iwi  dieti¬ 
tians  La  seL  up  a  second  conical  system  -  or  to  empower  Li  dr  iSents  iiy  offering 
them  -j  tahe-hoene  device  lhai  is  tamenferit 
to  wear  an  a  ht^dturd  or  a  shirt  col  Lai 
The  ProCDiiipSiiDn tains  a  built-in  EEC 
sensa?  (sinsly  connect  an  sctender  tz&At  Sir 
E£i  monitoring  an d  bicfeedhack),  and  it  can  bit  any 
two  or  die  PraOamp  Infiniti  sensors.  The  R  oComp2 
system  contains  all  tht  peripheral  lo  easily  conned 
it  lo  a  cteAlop  or  apcop  EBM-corapaBble  PC 


ProComp2 

iHriNiii1 


Benefits  for  you  and  your 

dieits 

-  Anility  to  expand  your 
rlTiica]  practice  quidkfy 
and  ecomrricaDy  fcy 
adding  training  rooms 

-  Rawer  to  ijaininhcxnB 
environment,  thereby 
pniancing  J  eng -term 
compliance  and 
improved  outcomes 

-  Capacity  lo  madder 
peripheral  measures  a a 
well  as  EEC  for  greater 
flarihflity 


cm  tie*  £  o,  e,  Fr  g  e  ,h 

tot'  car  l>t  Fnfln 

aiy-som^L'^on  ^  .ti chit 

inqEHEXG,  y.VSL  «7.  stteax 1 
□Latina;  hi T.'.oti.  BtxdvoLTTM 
pu Sr,  tiin]ti‘«:n,  acfiic-metK  .'lytl1, 
an«.t“'n?iflT’.  iSa-JrEvnriV.’d  and1 
^Liftiuc.ruv-T. 


OrsiietoA  D  L" fl l Tl^.' J 

tipjaffideJOy  riEjjir.KiTIIKS  pcf 
sk  DT.H- .‘or .  firf.'nj 
£M3  artf  ST  G  stout 
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Complete  E2Jige  of  Sensors 


SliflLJ'lj'uLfrtlLL- 
MlSU-iTL’J  \tK  con 
dudoaot  ommlhe 

W.in.  n&.TT^r.rr  Li.Vr 

.iKrttf  Ip  riiffiijin 
■T  IMS.  i  4313  Ltd Mill 
JWP  iTngi.VIKIKtL 


5mcL‘  beoa  ih'.mal'T 
iimmm  tttnpeztHTtnhn  ^ 
ta  ^tC  #ftlh  sJLtxxrf.'vxiuXivi. 


“■r-iillDt'/.L-L-’fi'Hli.  £Fli 

MUfEK  S  irLVi sdTi 

m— iTsm  I'x  tigncA  d 
thm  rnKsurmef  ifis, 
sni  jsr  □  olv.1  Mini 
lS  STK&  H-SLT-D 
.TltTl iTGllS. ifl  W  KiSC 
tthC  aid u jt  1:-J^':-’ 
^ralftrt^ri-;  min«. 
irj  m  5  vn  irparh Ir.W 

LC-iTLt:+  L’.-cn  *ti(n 
iHCWI 


rhajfltit  TediFKilDsy^i  aikanced  d^i^n  dnd 
jcLWr  ekslraniL  senseis  w*m\  tu^ir^ 
nljncards  far  instnfnenl  atairac^  ^nsilkity, 
durablty,  and  east  or  list. 

All  sensois  art  LomfiletJy  non-inwSiwe  and 
uLtiirt?  little  ar  no  areaaraL‘CP  tat  us*. 


^¥+UlKri 

f^ont^cruiv 
reJtr  M#,%r 
mcn&70ig.-Bai,T3- 
rJtoT  .■a-s,  -■tfKLc e 


iflei-Saies  Semes 

*  A  an ry*ar  warranty  polity  l.opiional  th  rte  ye acsj  on  all  tntodta 
and  stnsivs  p^n-idts  ptaoe  of  mind. 

-  Tracing  Loursts  at  various  skill  Itvtls  fiesp  you  rt^rfmizt  Ihtf  ust 
or  your  system. 


fifeatf  AiIi-l-  fa- a 

Alhjir  i«vr:  3*0!S£iL-inw 
rocij-spti  fl  jutv;  L*v 
OHSi  hfflfl-  iVTT. 
mc-ikiTS  iTTUO  U  jL.1  ll"iT.,^an  .Tt-2 


*  Du i  prafeisianal  and  -riendy  technical  support  staff  flukes 
getting  assistanet  stress-free. 

*  Prompt  and  reliable  ierviee  gfvfcyou  whal  you  art  looking  Foi 
when  you  buy  :b*  best 


Specifications 


FlEiComp  Infiniti  ISAJ550I 

PmComp  Infinoi  ■;5AJ5Gm 

PrDCompZ  IEAT400! 

ita 

b.TxlTw  IS{B  n  ■  inilfpr 

Lr.  irx  IS'llSmiH  n  |T  ixj 

27iIfiIA' 

Eimrmliri 

iiimn  r.  ^ 

:bl^u  e-  LSi-tii^h 

l±*«  Ipx  e  USE- trap 

rra  Ok  b  LEB  ;n  UStl 

brai  v« 

En-dn tun 

:  feral  mm  i 

h#r*:l£ 

□ ^n|  ?  iihiH  mil 

iwlb  EEG  I.—? 

^Crti 

hr 

b 

fa 

C'-c^1  ■  -  r  u*  nru<i  jxikh 

Fa 

fe 

fa 

EC  -EO  lL 

]  rwidi 

*)* 

IE-5C* 

K  Ibk 

ra.dw^  ikhrl-MTin 

ihn  bifadi 

bfadpn^.* 

STT“ 

md#f^nndd 

U— Ipm* 

Irrt  PldW 

Flu^7i 

WkpJl  i  1 

.-^,1  m:i 

WklttU 
■  WH  R±i»ii 

IMbta  nun  db 
ciHHIxrajntii 

EbhpiOte.« 

lliumzd 

"c-r- 

rib 

Hb 

Hb 

Tvnci  iKhcuEpv  si  rail  Izr  tvvnxM  !-i"  nxlao-ln 


Thought  Technology  Ltd. 

z-  k  j.  l  >..  l'-u[.  .fctanrnri  Qrakfc.HjiA  xii 

■fttfli  i  ■  ftl  ( Va)  |a?nsju  *  <ii x  Pm?* 

ttww.  tf»  u^i  fit«  fern 


WWK-0! 
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Thou  ghtTech  no  logy  systems  are  recognized  as  the  standard  of  excellence  by 
clinicians,  therapists  and  researchers  throughout  the  world.  We  are  committed 
to  design  and  manufacture  physiological  monitoring  and  biofeed  bade  instru¬ 
ments  that  are  precise  and  reliable  -  for  both  computer-based  and  stand-alone 
applications.  Our  vision  is  to  expand  the  exciting  potential  of  behavioral. 


psycho  physiological  and  non-lrtvaslve  medicine  in  the  21st  century,  so that  we  may 
further  enhance  human  health  and  selF-efflcacy.The  I nfl nit i  Technology  Platform 
Incorporates  the  latest  advances  in  hardware  and  software  architecture. 
Its  modular  design  offers  maximum  flexibility  and  ease  of  use  across  a  wide 
range  of  applications. 
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Annex  E  g.USBamp  Brochure 


EEG/ECoG/ECG/EMG/EOG/...  high  performance  biosignal  acquisition 


f  f  5s  7^)  7T) 

U  Oi^MJWd 

USB  BIO  SIGNAL  AMPLIFIER 


generation 


Highlights 


*  real  DC-coupled  EEG/ECoG/ECG/EMG/EOG  biosignal  amplifier  with  wide-range  inputs 

*  24 -hit  high  resolution  ADCs,  up  to  3E.4  kHz  sampling  with  simultaneous  S&H  for  all  channels 

*  internal  floating  point  DSP  for  digital  preprocessing  and  signal  filtering 

*  Ifi  input  channels  per  unit,  units  ran  be  stacked  to  set  up  multi-channel  systems 

*  internal  amplifier  calibration  and  automatic  electrode  impedance  check 

*  4  independent  ground  potentials  per  unit  to  avoid  interference  between  different  signal  types 

*  various  software  solutions  available  [drivep'API,  recording  software,  MATLAE/SIMULINK/LsbVIEW  ...) 

*  CE  and  FDA  certified  medical  device  for  non -invasive  and  invasive  recordings 

*  USE  2.0  interface 
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©  ©OOdJO 


$ 


s-r.  sro 
ac.-ajtnnL 


g* 


jjf  sham  i 

us  icioHALAirurEn 


StfiurrfiL-ii'y.- 
.4ni/iii.fi-a  ryp*: 


■  ki  WiLiHi  iiu  mV 
fZ  E-i  DC  COU  pted 


il-  kADC. 

jji  DAC: 


24  Tin  ■■  i&  4  kHz  l  it  .  mart 
*  am  .i  i  -ir  x  rchanndl 

iz  bit 


lM,Duf  dldHII-tiU: 


il-  mono  /a  bi  polar 
4pce  device-.  softwai  £ 
■Ettectafitei 


kvi-L  ■  o.i  uV  HMS  40  j  m  Hz  I 

hiPuT  iiiijiii  JJii cs:  ■  no-  MUhm 

iHiPur-ce  mw-LUis.  standard  sate-ty 
on  nncctocs 
system  conn  edort 


kVcH+ht:  raoo-g 

5 uTi  tot 4 iwi  +u  m m 


J/^ii  iuj /■  j-r  typeCF 

jjiVru  jj-j  H 

■DireehMaf 

ill  toil  till  pi  M  u-TS.  LftX/EWG 


h  m  -Ida-  as. 


EHloco  m.  pwi. 

-Ai  «Az  -*Ai 2  -.4i  i  l 
EbteoLoia  a-*i.  acm-* 
F.NofK-Li  i  j  J  JOO  i 
ENfcOtOI  2  2  4  V4I.2S1CM 
ENUOL4II2  4  OAK 


4  JXiHn  nyi  ft  eq  m  ppe-d  n  ith  h  lilt  rigger  i  np  uts  *h  if  h  :-rr  s  am  pi  ed  w  nch  mn-nu  sly  w  rt  h  al  i  i  np  ut  di  an  n  th  .  A  ho  ad  d  it  ino  al  di  arts  I  I /Us  a  to 
a  e  r  es  sahl  e  via  a  rear  s  i  dr  socket .  I  h  r-  j  L  ;  sh  :>  rt  cut  I  m  put  all  nws  tn  di  scon  nert  t  he-  elect  rnd  r-  udeh  F  mm  t  he  am  pi  iF  urs  du  n  ne  elect  ricai  -nr 
magnet  ita  I  stimulation  m  order  to  reduce  artifacts. 


5uFtw.nr  u-|:-l  i  in  is: 


A  Ff.'dff  L<i  c  ff  dn  uer 

I  his  option  enables  the  mte-giattem  oF  the  n  adware  into  an  exist  mg-  dAtA  recording  or  process  mg  system  by  the -user  or  to  program  applications  m 
L  -  -  or  other  Wi  ndows  based  p  rogramm  m  r  Ian  gu ages.  g.Lfa  ftamp  is  also  s  upported  by  11  U  j-u-u-u- 


t  A  r  M4 1 UA  A  H: 

With  the  MAI  LA  LI  API  the  MA IL4U  Data  Acq  ua  rt  ion  lo  nlboxcan  be  used  to  get  Fu  II  access  to  the  records  ng  nuF  fee  and  to  use  the  whole  Fu.nctmnairt  y 
nf  q-LCvEkimn.  I  he  I  lata  Aaq  jk  it  ion  loolbov  enables,  a  quick  And  easy  implementation  oF  data  vkua  Itzation.  processing  And  storage  app  Heat ions 
under  MAI  LAP. 


Hi  qh  \p  f-Pii  r > 1 1 r i r.  e  Pnwf-r^inq  riarirMDTLrfti'K  fur  Lu  AVTI.W.'. 

IJnline.-VeAl  time  bmsignAl  processing  and  recording  with  the  man  mum 
system  s peed !  q.L- appeara  as  a  mot  k  u-ub te  in  any  :i IM I'Ll  NK.  m>>deL 
I  he  design  oF  tne  hardwa  re  inter  nipt  coirtroUed  driver  aikr^s  immediate 
starti  ng'  oF  the  mode;  witnojt  prior  rump  ilatiori.  Ako  g  tec's  specia.ized 
□  jn' Tan  Giu  Th-  hioocut  ca  n  be  us  ed  for  real  tLme  parameter  extraction  and  data 
class  if i-atLon  I  he  eiample  shows  a  ULI  -rystem  |  P-Loo -spellmg  devicel  with 
q XiOBu  mp  real  ced  n  a  h  IM  ULI  NK.  mode; 


q.  Htfirri  rrfi-r 

U  if  rec  or  dm  g  so  Flware  s  j  ppoits  a;:  data  acquistion  dcvires 
provided  by  gdec.  Lom  fort  able  syste^m  con  Figuration,  data 
VB-ualizat  ion  and  storage  make  q-Fuecorutr  a  perfect  tool  for 
teaching.  research  end  clinical  mestigatiofL  4Flcc-i ruvr  also 
suupoTts  video  ILL  and  online  bio-signal  parameter 
monitoring 


lor  oFFhne  btDsgnal  analysis  please  see  g.EHPunuiuja  Inis 
s  nFtware  package  includes  nowf-rF.!  i  toolhmoH  for  L  H ,  analysis, 
ntgn  pesn!ution  LLL.LLLi  iheart  rate  and  HKV  analysBl  and 
s  mgr-  neat  LL  L  anatys  ts  as  well  as  For  b  us  ignal  das  s  Hncatufi. 

ul^ 
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Annex  F  1-330  C2plus  12  channel  Brochure 


I-330-C2  Plus  Clinical  System  - 12  Channel 

JJE  I330C2 
Price:  $3,170.00 

Free  Shipping  Id  U3  S  Canada 

The  1-330  G2  monitors  and  records  up  to  12  channels  of  physiological  activity  - 1  available  for  sEMGi'EEG  or  ECG  with  the  remaining  channels  dedicated!  to 
temperature,  heart  rate,  respiration  and  skin  resistance. 

Features 


The  J8J  1-330 -C 2  Plus  has  12  channel  capability  that  supports  simultaneous  monitoring  of  signals,  such  as: 

«  Twd  person  monitoring  for  ECG.  HRV,  Respiration,  and  Skin  Resistance  or  Conductance 

*  A  available  EMG  channels  with  spectral  and  raw  signal  displays,  two  Skin  Resistance  and  Conductance,  two  Temperature 

*  ECG,  EMG,  two  Respiration,  Skm  Resistance,  Temperature 

*  TwdEEG  channels.  Respiration,  Skin  Resistance,  Temperature 

About  the  I-330-C2  Plus  Clinical  System  - 12  Channel 


The  popular  JSJ  I-33CTC2  Plus  has  advanced  Windows  based  software  and  a  fast  USB  interface.  It  has  4  differential  channels  allocated  for  sEMG,  ECG,  EEG,  and  £  channels 
allocated  for  temperature,  skin  resistance,  and  respiration  provide  power,  flexibility  and  functionality  for  a  multitude  of  customized  uses. 

JSJ  Engineering's  software  displays  signals,  provides  feedback,  collects  data,  prints  reports,  and  exports  database  compatible  files.  Features,  include  automatic  testing  of 
electrode  impedance  for  connection  quality,  easy  hookup  with  reusable  gel  free  sensors,  and  fast  channel  sampling  al  1CI24  samples  per  second  for  high  resolution  spectral 
displays  and  precision  filtering. 


Connects  via  USB  to  laptop  or  desktop  running  Windows  SB  or  later  release. 

Completely  software  driven  to  provide  feedback  graphics,  games  and  audio.  Self  test  features  display  impedance,  power  and  noise  levels. 

The  1-330  C2+  software  is  fully  compatible  with  Microsoft  Windcws&a,  WindowsNT,  WindowsSBOO,  VYmdowsME,  WindowsXP  or  Vista  and  has  been  designed  with  the  needs 
oF  the  clinician  as  well  as  the  researcher  in  mind. 


Includes 


«  I-33D  C2  Plus  module  with  USB  connection 
«  USE-3  Software 

*  PI  MC-5SGW  EMG.'EEG,'ECG  Cable  with  ground 

*  (1)  MC-53W  E  MG:  EE  3/EC  G  Cab5* 

«  P)  MC-SSY  Temp/ EDR  Sensor  C  a  b»e 

*  ilS)  SE-35  Velcro  EDR  Snap-on-sfrrie  Finger  Sensors 

«  ( 1 )  SE-15  Adhesive  ^acswilh  AgAgCL  snap  pellets 

«  (1)  JE-24  Conductive  Cream. 

«  (4)  AA  batteries 
«  Users  manual 
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Specifications 


m  Input  Channels:  ^4)  sEMG.EGG.EEG  and  (fl)  Skin  Resistance.  Heart  Rate.  Temperature,  Respiration. 
m  input  Ranges:  ±1D€  pV,  ±50D  piV.  ±2QDD  jJV 

*  input  Impedance:  ID  Gohm , 

*  Notch  Filler:  SCtfM  Hz 

«  Maximum  Bandpass:  1  lo  4Dd  Hz 

■  Max  sample  raletahannel:  1024  SPS 

*  EMG  Bandpass:  100Hz  to  4DDHz,  2DHz  to  4D0Hz 

*  EEG  Bandpass:  1  to  5Dhz 

*  EEG  Artifact  Detector  3  3  Hz  io  IQGHz  RMS 
m  Heart  Rate  Bandpass:  1  Hz  to  4GQHz 

*  R  Wave  Fitter  &  Detector  Single  Beat  Update 

■  IBI  or  HR  Output:  4D  to  2DG  beats/minute 

*  Tern  perature  R ange:  60*  to  1  Dfl*F  ( 1 5*  to  3S  “C) 

«  Skin  Conductance  Range:  t  to  IQD  pS 

■  Electrode  Impedance  Test:  250  Ohm  tD  1  M Dhm 

*  UO  Format:  USB  or  RS2321 
«  Isolation,  Optical:  4000 VAC 

t  Amp  Failure  Protection:  50  pA  maximum 

*  Static  Discharge  Protection:  +15,D<]£IV 
t  F  ewer  Sou  roe:  (4)  AA  alfcal  ine  batte  ries 


Computer  Requirements 

Recammendec  computer  speed  af  I  GHz.  However,  the  need  for  processor  speed  is  screen  specific.  If  you  donft  mind  slower  performance  an  the  processor  hungry  spectral 
display  screens,  the  Windows  aoftwa re  and  C2t  should  run  on  slower  ayatema,  too. 

If  you  want  to  use  dual  monitor  features,  a  faster  machine  (over  2GHz)  is  recommended. 


The  1-330  C2+  software  is  fully  compatible  with  Microsoft  Windows3B,  WindowsNT.  Windows2G0D,  WindowsME.  WindowsXF  Dr  Vista. 


Screen 


Hear  Rate. 
Respratian,  Heart 
Variability  Bands 
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